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M. Karagounis^", M. Karagoz Unel'^*, M. Kamevskiy"** , V. Kartvelishvili'\ A.N. Karyukhin*^*, L. Kashif^', A. Kasmi-'^, 
R.D. Kass^o^ A. Kastanas'^ M. Kastoryano""*^ ^ Kataoka"*, Y. Kataoka'^^, E. Katsoufis^ J. Katzy"*', V. Kaushik^ 
K. Kawagoe''^ T. Kawamoto*^'*, G. Kawamura^*, M.S. Kayl'^^ F. Kayumov^"*, V.A. Kazanin**^^, M.Y Kazarinov*^^ 
J.R. Keates^^^ r Keeleri^^ PT. Keeneri^o, r. Kehoe3^ M. Keil^"*, G.D. Kekelidze^^, M. Kelly*^^ ^ Kenyon^^^ O. Kepka^^^, 
N. Kerschen^^ B.P Kersevan^^^ § Kersten*", K. Kessoku'^^^ ^ Khakzad^^ F Khalil-zada*", H. Khandanyan*^^^ 
A. Khanov**^, D. Kharchenko^^, A. Khodinov*"*^, A. Khomich^^'', G. Khoriauli^", N. Khovanskiy^^, V. Khovanskiy^^, 
E. Khramov*'^ J. Khubua^*, H. Kim\ M.S. Kim^, PC. Kim*43, s.H. Kim*^^, Q. Kind*^ P Kind*", B.T. King", J. Kirk*29, 
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E. Sedykh'2', E. Segura", S.C. Seidel"'^ A. Seiden'^^, F Seifert^^, J.M. Seixas23^ G. Sekhniaidze"'2^ D.M. Seliverstov'2', 
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D. Sherman29, R Sherwood^^, A. Shibata'°^ M. Shimojima'"", T. Shin^^, A. Shmeleva^"', M.J. Shochet^", M.A. Shupe*", 
R Sicho^^^ A. Sidoti^^ F Siegert'^^ J. Siegrist", Dj. Sijacki'^'^, o. Silbert"", J. Silva'24a^ y. Silver^^^, D. Silversteini''^, 
S.B. Silverstein'"'^'', V. Simak'2'', Lj. Simic'2'\ S. Simion"\ B. Simmons", M. Simonyan^^ P Sinervo'", N.B. Sinev""', 

V. Sipica'"", G. Siragusa^', A.N. Sisakyan*'5, S.Yu. Sivoklokov'^\ J. Sjoehn'"'^''''"'^'', T.B. Sjursen'^, K. Skovpen'^^ R Skubic"\ 
M. Slater'^ T. Slavicek'27, K. Sliwa'^", J. Sloper29, V. Smakhtini™, S.Yu. Smimov^^, Y. Smimov^", L.N. Smimova^^ 
O. Smirnova™, B.C. Smith", D. Smith'"'^ K.M. Smith^^ M. Smizanska"", K. Smolek'2'', A.A. Snesarev'*"', S.W. Snow^^, 
J. Snow'", J. Snuverink"'^ S. Snyder2'*, M. Soares'24a^ r. Sobie"^**'«, J. Sodomka'2\ A. Sofrer'52^ q Solans'*^*', 
M. Solar'27, J. Solc'2\ E. Solfaroli Camillocci'^^a.Bib^ Solodkov'28, O.V. Solovyanov'2^ J. Sondericker2"', V. Sopko'27, 
B. Sopko'27, M. Sosebee^ A. Soukharev'"'^, S. Spagnolo'^a.vib^ p Spano^", R. Spighi''^% G. Spigo^^, F. Spila'32''.i32b^ 
R. Spiwoks^^, M. Spousta'26, T. Spreitzeri'*2, B. Spuriock^ R.D. St. Denis^^, T. Stahl'^i, j. Stahlmani^o, r. Stamen^^", 
S.N. Stancu'*'2, E. Stanecka2'', R.W. Stanek^, C. Stanescu'3"'% S. Stapnes"^, E.A. Starchenko'28, J. Stark^^ R Staroba'^^, 
P Starovoitov'^', J. Stastny'25, p Stavina''*'*% G. Steele5^ P Steinbach'*^ P Steinberg2"', I. Stekli2\ b. Stelzer'42, H.J. Stelzer"", 
O. Stelzer-Chilton'^^% H. Stenzel^^, K. Stevenson''^, G.A. Stewart^^ M.C. Stockton^*^, K. Stoerig"'^ G. Stoicea^^'', S. Stonjek'^'*, 
R Strachota'2^, A.R. Stradhng'', A. Straessner"'^, J. Strandberg*\ S. Strandberg'"*, A. Strandlie"'', M. Strauss'", R Strizenec '"'""', 
R. Strohmer'''2, D.M. Strom""*, R. Stroynowski^^, J. Strube'^^, B. Stugu'^, R Sturm'", D.A. Soh'^O,"/, D. Su'"*3, Y. Sugaya"^, 
T. Sugimoto"", C. Suhr'"*^, M. Suk'26, V.V. SuHn'^'*, S. Suhansoy^'', T. Sumida2'', X.H. Sun32d^ j p Sundermann"*^ 
K. Suruhz'63''.i63b^ s Sushkov", G. Susinno^^^^^b, M.R. Sutton'^^, T. Suzuki'^"*, Y. Suzuki^^, 1. Sykora'"*'*^ T. Sykora'^^, 
T. Szymocha^^ J. Sanchez'^^, D. Ta^o, K. Tackmami29, A. Taffard^^^, R. Tafiroutl5^^ A. Taga'", Y. Takahashi'"', H. Takai^", 
R. Takashima'^^ H. Takeda*^\ T. Takeshita'"*", M. Talby^^ A. Talyshev"'^ M.C. Tamsett^*^, J. Tanaka'^"*, R. Tanaka''^, 
S. Tanaka'3', S. Tanaka*'*', S. Tapprogge^', D. Tardif'", S. Tarem'^', F. Tarrade^"*, G.F Tartareni^^% R Tas'^^, M. Tasevsky'25, 

E. Tassi^^^'^^'', M. Tatarkhanov'"*, C. Taylor'^'', F.E. Taylor^^^ q ^ Taylor*^, R.P. Taylor^^^, W. Taylori^*'', R Teixeira-Dias'^^, 



6 



H. Ten Kate^^, P.K. Teng^™, Y.D. Tennenbaum-Katan^^', S. Terada^^, K. Terashi'^^^ j Xerron^", M. Terwort"*!'?, M. Testa'*'', 
R.J. Teuscher'^'''*, J. Therhaag^^, M. Thioye'^'^, S. Thoma"*^, J.P. Thomas^'', E.N. Thompson^"*, P.D. Thompson^'', 

P.D. Thompsoni^'^, R.J. Thompson^^, A.S. Thompson^^, E. Thomsoni^o, R.p. Thun^'', T. Tic^^^, V.O. Tikhomirov^'*, 
Y.A. Tikhonov'*'', P. Tipton'^*, F.J. Tique Aires Viegas^^, S. Tisserant^^, B. Toczek^^, T. Todorov*, S. Todorova-Nova^^", 

B. Toggerson'<^2, j. Tojo*^^, S. Tokar^'*'*'', K. Tokushuku^^, K. Tollefson^^ L. Tomasek'25^ jyj Tomasek^^S^ Tomoto'°\ 
L. Tompkinsi"^, K. Tomsi°^, A. Tonoyani^, C. Topfel"', N.D. Topilin^^, I. Torchiani^^, E. Torrence""*, E. Torro Pastor^^^, 

J. Toth^^^"'', F. Touchard^^ D.R. Tovey"^, T. Trefzger^^^^ l Tremblet^*^, A. Tricoli^'*, I.M. Trigger^^^", S. Trincaz-Duvoid^^, 
T.N. Trinh^^ M.F. Tripiana™, N. Triplett^'*, W. Trischuk'^^, A. Trivedi^'* ««, B. Trocme^^ C. Troncon^'^% A. Trzupek^^ 

C. Tsarouchas^, J.C-L. Tseng' M. Tsiakiris"'^, P.V. Tsiareshka^", D. Tsionou'^^, G. Tsipolitis^, V. Tsiskaridze^', 

E.G. Tskhadadze^i, I.I. Tsukerman^s, V. Tsulaia'^s, J.-W. Tsung^o, S. Tsuno^^ D. Tsybychev'*?, j.M. Tuggle^o, D. Turecek'", 

I. Turk Cakir^^ E. Turlayi^^, PM. Tuts^"*, M.S. Twomey"^ M. Tylmadi'^'a.wsb^ Tyndel^^^, K. Uchida"^, I. Ueda'^'', 
R. Ueno2^ M. Ugland", M. Uhlenbrock^", M. Uhrmacher^'*, F Ukegawa'^^, G. Unal^^ A. Undrus^*, G. Unel'^^^ 

Y. Unno^'', D. Urbaniec^'*, E. Urkovskyi52, p. Urquijo'*'^ "\ P. Urrejola3l^ q y^^j?^ ^ Uslenghii'^^'"'^'', L. Vacavant^^ 
V. Vaceki27, B. Vachon*^ S. Vahsen'^, R Valente^^a^ 3 Valentinetti'^''''''\ S. Valkar'^e, £. Valladolid Gallego'^*', 
S. Vallecorsai^i, J.A. Vails Ferrer'^^, R. Van Berg'^o, h. van der Graaf''^^ E. van der Kraaij^^^ E. van der Poeli*^^ 

D. van der Ster^^, N. van Eldik*^, P. van Gemmeren^, Z. van Kesteren^"', I. van Vulpen'"^, W. Vandelli^^, A. Vaniachine^, 
P. Vankov''^, F. Vannucci^^, R. Vari'^^'', E.W. Varnes*', D. Varouchas'^, A. Vartapetian^, K.E. Varvell'*^, L. Vasilyeva^^, 
V.I. Vassilakopoulos5^ R Vazeille3^ C. Vellidis^ F. Veloso'24a^ 3 Veneziano'^^a^ Ventura^^a.vib^ Ventura'^^ 

M. Venturi'**, N. Venturi'^, V. Vercesi"^^ M. Verducci"^^ ^V^ Verkerke^^^ J.C. Vermeuleni^^ M.C. VetterUi42,d^ j. vichoui^, 
T Vickeyii^ G.H.A. Viehhauser"^ M. Villa''^^''''^'', E.G. Villanii^?, M. ViUaplana Perez'^*^, E. Vilucchi*^, M.G. Vincter^*, 

E. Vinek29, V.B. Vinogradov'^^ S. Viret3^ J. Virzii'*, A. Vitale i'^"'''*'', O. Vitells'™, I. Vivarelli'***, F Vives Vaque", 
S. Vlachos'^, M. Vlasak'^^ N. Vlasov^", A. Vogel^", P Vokac'^^ M. Volpi", H. von der Schmitt'^^ J. von Loeben'*'^, 

H. von Radziewski*^ E. von Toeme^^, V. Vorobel'^^, v. Vorwerk'', M. Vos'^^, R. Voss^^ T.T. Voss"^ J.H. Vossebeld^^ 
N. Vranjesl2^ M. Vranjes Milosavljevicl2^ V. Vrba'^s, M. Vreeswijk'^^ T. Vu Anh^', D. Vudragovici^^ R. VuillermeP, 

I. Vukotic"^ P Wagner'20, j. Walbersloh42, J. Walder^', R. Walker''^ W. Walkowiak''^', R. Wall'^*^ q Wang*^, H. Wang'^i, 
J. Wang55, S.M. Wang'^o, A. Warburton^^ CP. Ward^^ M. Warsinsky^^ R. Wastie^'^ P.M. Watkins", A.T. Watson'^ 
M.E Watson^'', G. Watts'^^ S. Watts*^, A.T. Waughi*^, B.M. Waugh'^'^, M.D. Weber^^, M. Weber'^s, M.S. Weber^^, P Weber^^^, 
A.R. Weidbergii^ J. Weingarten^^, C. Weiser'*^ H. Wellenstein22, PS. Wells^^ T Wenaus^^, S. Wendleri23, T. Wengler^^ 

S. Wenig^'', N. Wermes^'', M. Werner'*^ P Wemer^^ M. Werth'*'^, U. Werthenbach''*', M. Wessels^^% K. Whalen^^ A. White\ 
M.J. White^^ S. White24, S.R. Whiteheadll^ D. Whiteson"^^ D. Whittington*^!, F Wicek^i^ D. Wicke**\ FJ. Wickens^^?, 
W. Wiedenniann"^ M. Wielers'29^ p wienemann^^, C. Wiglesworth'^^ L.A.M. Wiik^^, A. Wildauerl^^ M.A. WUdt^^^'^, 
H.G. Wilkens^^, E. Williams^'^, H.H. Williamsi^o, S. Willocq^* j Wilson^'', M.G. Wilsoni'^^^ A. Wilson^^ I. Wingerter-Seez^, 
R Winklmeier^^ M. Wittgen'43, m.W. Wolter^^ H. Woltersi24a^ b.K. Wosiek^**, J. Wotschack^^, M.J. Woudstra^'^, K. Wraight^^ 

C. Wright5^ D. Wright''^^ B. Wrona'^ S.L. Wu^^^, X. Wu'*'^, E. Wulf^'*, B.M. Wynne'*^ L. Xaplanteris^ S. Xella^^ S. Xie'^^ 

D. Xu"^ N. Xu"\ M. Yamada^^^, A. Yamamoto*'^ K. Yamamoto^*^ § Yamamoto'^'*, T. Yamamurai^'*, J. Yamaoka**, 
T. Yamazakii^'*, Y. Yamazaki'^^, Z. Yan^', H. Yang^\ U.K. Yang**2, Z. Yang'^^^a^MSb^ ^.jyj yao^*, Y. Yao^^, Y. Yasu^^ 

J. Ye^*^, S. Ye24, M. Yilmaz^^ R. Yoosoofmiyai23, k. Yoritai'^'', R. Yoshida^, C. Youngi'*^ S.R Youssef^', D. Yu^*, J. Yu\ 
L. Yuan'^^ A. Yurkewicz'"*^, R. Zaidan''^ A.M. Zaitsev'^s^ 2. Zajacova^'*, V. Zambrano'^^, L. Zanelloi32a,i32b^ ^ Zaytsev^"'', 
C. Zeitnitz"3, M. Zeller'^*^ ^ Zemla^^ C. Zendler^o, O. Zenini^s, t. Zenis''^^ Z. Zenonos'22a,i22b^ § Zenz^*, D. Zerwas'^^ 
G. Zevi della Porta^'', Z. Zhan^^'', H. Zhang^^ J. Zhang^ Q. Zhang^ X. Zhang^^d^ l. Zhao'''^ T. Zhao^^^ Z. Zhao^^'', 
A. Zhemchugov'^^ J. Zhong'™''"', B. Zhou**\ N. Zhou^"*, Y. Zhou'^", C.G. Zhu^^d^ ^ ^hu*', Y. Zhu'^^, X. Zhuang'*^ 
V. Zhuravlov^'^, R. Zimmermann^'^, S. Zimmermann^'^, S. Zimmermann'*^, M. Ziolkowski''*', L. Zivkovic^^, G. Zobernig'^^, 
A. Zoccolii^^'i^*', M. zur Nedden^^, V. Zutshii*^^. 

^ University at Albany, 1400 Washington Ave, Albany, NY 12222, United States of America 

2 University of Alberta, Department of Physics, Centre for Particle Physics, Edmonton, AB T6G 2G7, Canada 

^ Ankara University'''^ Faculty of Sciences, Department of Physics, TR 061000 Tandogan, Ankara; Dumlupinar University'''^ Faculty of Arts 
and Sciences, Department of Physics, Kutahya; Gazi University Faculty of Arts and Sciences. Department of Physics, 06500, Teknikokullar, 
Ankara; TOBB University of Economics and Technology''*'^ , Faculty of Arts and Sciences, Division of Physics, 06560, Sogutozu, Ankara; Turk- 
ish Atomic Energy Authority'''', 06530, Lodumlu, Ankara, Turkey 

LAPP, Universite de Savoie, CNRS/1N2P3, Annecy-le-Vieux, France 
^ Argonne National Laboratory, High Energy Physics Division, 9700 S. Cass Avenue, Argonne IL 60439, United States of America 
^ University of Arizona, Department of Physics, Tucson, AZ 85721, United States of America 

^ The University of Texas at Arlington, Department of Physics, Box 19059, Arlington, TX 76019, United States of America 
^ University of Athens, Nuclear & Particle Physics, Department of Physics, Panepistimiopouli, Zografou, GR 15771 Athens, Greece 
' National Technical University of Athens, Physics Department, 9-Iroon Polytechniou, GR 15780 Zografou, Greece 
Institute of Physics, Azerbaijan Academy of Sciences, H. Javid Avenue 33, AZ 143 Baku, Azerbaijan 

Institut de Fisica d'Altes Energies, IFAE, Edifici Cn, Universitat Autonoma de Barcelona, ES - 08193 Bellaterra (Barcelona), Spain 
^2 University of Belgrade'"' , Institute of Physics, P.O. Box 57, 1 1001 Belgrade; Vinca Institute of Nuclear Sciences'''' , Mihajla Petrovica Alasa 
12-14, 11001 Belgrade, Serbia 

^3 University of Bergen, Department for Physics and Technology, AUegaten 55, NO - 5007 Bergen, Norway 



7 



Lawrence Berkeley National Laboratory and University of California, Physics Division, MS50B-6227, 1 Cyclotron Road, Berkeley, CA 
94720, United States of America 

Humboldt University, Institute of Physics, Berlin, Newtonstr. 15, D-12489 BerUn, Germany 

University of Bern, Albert Einstein Center for Fundamental Physics, Laboratory for High Energy Physics, Sidlerstrasse 5, CH - 3012 Bern, 

Switzerland 

University of Birmingham, School of Physics and Astronomy, Edgbaston, Birmingham B15 2TT, United Kingdom 

Bogazici University Faculty of Sciences, Department of Physics, TR - 80815 Bebek-Istanbul; Dogus University C'), Faculty of Arts and 
Sciences, Department of Physics, 34722, Kadikoy, Istanbul; ('^^Gaziantep University, Faculty of Engineering, Department of Physics Engi- 
neering, 27310, Sehitkamil, Gaziantep, Turkey; Istanbul Technical University^''^ Faculty of Arts and Sciences, Department of Physics, 34469, 
Maslak, Istanbul, Turkey 

INFN Sezione di Bologna'"'; Universita di Bologna, Dipartimento di Fisica'*', viale C. Berti Pichat, 6/2, IT - 40127 Bologna, Italy 
University of Bonn, Physikalisches Institut, Nussallee 12, D - 53115 Bonn, Germany 

Boston University, Department of Physics, 590 Commonwealth Avenue, Boston, MA 02215, United States of America 
Brandeis University, Department of Physics, MS057, 415 South Street, Waltham, MA 02454, United States of America 
^3 Universidade Federal do Rio De Janeno, COPPE/EE/IF Caixa Postal 68528, Ilha do Fundao, BR - 21945-970 Rio de Janeko; 

('''Universidade de Sao Paulo, Institute de Fisica, R.do Matao Trav. R.187, Sao Paulo - SR 05508 - 900, Brazil 
Brookhaven National Laboratory, Physics Department, Bldg. 510A, Upton, NY 11973, United States of America 

National Institute of Physics and Nuclear Engineering'"', Bucharest-Magurele, Str. Atomistilor 407, P.O. Box MG-6, R-077125, Roma- 
nia; University Pohtehnica Bucharest'*), Rectorat - AN 001, 313 Splaiul Independentei, sector 6, 060042 Bucuresti; West University''^' in 
Timisoara, Bd. Vasile Parvan 4, Timisoara, Romania 

Universidad de Buenos Aires, FCEyN, Dto. Fisica, Pab I - C. Universitaria, 1428 Buenos Aires, Argentina 

University of Cambridge, Cavendish Laboratory, J J Thomson Avenue, Cambridge CB3 ORE, United Kingdom 

Carleton University, Department of Physics, 1125 Colonel By Drive, Ottawa ON KIS 5B6, Canada 
29 CERN, CH - 1211 Geneva 23, Switzerland 

University of Chicago, Enrico Fermi Institute, 5640 S. EUis Avenue, Chicago, IL 60637, United States of America 

Pontificia Universidad Catolica de Chile, Facultad de Fisica, Departamento de Fisica'"', Avda. Vicuna Mackenna 4860, San Joaquin, Santi- 
ago; Universidad Tecnica Federico Santa Maria, Departamento de Fisica'*', Avda. Espana 1680, Casilla 1 10- V, Valparaiso, Chile 
■^2 Institute of High Energy Physics, Chinese Academy of Sciences'"', P.O. Box 918, 19 Yuquan Road, Shijing Shan District, CN - Beijing 
100049; University of Science & Technology of China (USTC), Department of Modern Physics'*', Hefei, CN - Anhui 230026; Nanjing Univer- 
sity, Department of Physics''^\ 22 Hankou Road, Nanjing, 210093; Shandong University, High Energy Physics Group'''^ Jinan, CN - Shandong 
250100, China 

Laboratoire de Physique Corpusculaire, Clermont Universite, Universite Blaise Pascal, CNRS/IN2P3, FR - 63177 Aubiere Cedex, France 
Columbia University, Nevis Laboratory. 136 So. Broadway, Irvington, NY 10533, United States of America 
University of Copenhagen, Niels Bohr Institute, Blegdamsvej 17, DK - 2100 Kobenhavn 0, Denmark 

INFN Gruppo CoUegato di Cosenza'"'; Universita della Calabria, Dipartimento di Fisica'*', IT-87036 Arcavacata di Rende, Italy 
Faculty of Physics and AppUed Computer Science of the AGH-University of Science and Technology, (FPACS, AGH-UST), al. Mickiewicza 
30, PL-30059 Cracow, Poland 

The Henryk Niewodniczanski Institute of Nuclear Physics, Polish Academy of Sciences, ul. Radzikowskiego 152, PL - 31342 Krakow, 
Poland 

^9 Southern Methodist University, Physics Department, 106 Fondren Science Building, Dallas, TX 75275-0175, United States of America 
^ University of Texas at Dallas, 800 West Campbell Road, Richardson, TX 75080-3021, United States of America 
'^^ DESY, Notkestr. 85, D-22603 Hamburg and Platanenallee 6, D-15738 Zeuthen, Germany 

^2 TU Dortmund, Experimentelle Physik IV, DE - 4422 1 Dortmund, Germany 

^■^ Technical University Dresden, Institut fiir Kern- und Teilchenphysik, Zellescher Weg 19, D-01069 Dresden, Germany 
Duke University, Department of Physics, Durham, NC 27708, United States of America 

University of Edinburgh, School of Physics & Astronomy, James Clerk Maxwell Building, The Kings Buildings, Mayfield Road, Edinburgh 
EH9 3JZ, United Kingdom 

Fachhochschule Wiener Neustadt; Johannes Gutenbergstrasse 3 AT - 2700 Wiener Neustadt, Austria 
INFN Laboratori Nazionali di Frascati, via Enrico Fermi 40, IT-00044 Frascati, Italy 

Albert-Ludwigs-Universitat, Fakultat fiir Mathematik und Physik, Hermann-Herder Str. 3, D - 79104 Freiburg i.Br., Germany 
^9 Universite de Geneve, Section de Physique, 24 rue Ernest Ansermet, CH - 1211 Geneve 4, Switzerland 

INFN Sezione di Geneva'"'; Universita di Genova, Dipartimento di Fisica'*', via Dodecanese 33, IT - 16146 Geneva, Italy 
^' Institute of Physics of the Georgian Academy of Sciences, 6 TamarashviU St., GE - 380077 TbiUsi; TbiUsi State University, HEP Institute, 
University St. 9, GE - 380086 TbiUsi, Georgia 

^2 Justus-Liebig-Universitat Giessen, n Physikalisches Institut, Heinrich-Buff Ring 16, D-35392 Giessen, Germany 
University of Glasgow, Department of Physics and Astronomy, Glasgow G12 8QQ, United Kingdom 
Georg-August-Universitat, H. Physikalisches Institut, Friedrich-Hund Platz 1, D-37077 Gottingen, Germany 

Laboratoire de Physique Subatomique et de Cosmologie, CNRS/IN2P3, Universite Joseph Fourier, INPG, 53 avenue des Martyrs, FR - 
38026 Grenoble Cedex, France 

Hampton University, Department of Physics, Hampton, VA 23668, United States of America 

Harvard University, Laboratory for Particle Physics and Cosmology, 18 Hammond Street, Cambridge, MA 02138, United States of America 
Ruprecht-Karls-Universitat Heidelberg: Kirchhoff-Institut fiir Physik'"', Im Neuenheimer Feld 227, D-69120 Heidelberg; Physikalisches 



8 



InstitutC'), Philosophenweg 12, D-69120 Heidelberg; ZITI Ruprecht-Karls-University Heidelberg('^) , Lehrstuhl fiir Informatik V, B6, 23-29, 
DE - 68131 Mannheim, Germany 

Hiroshima University, Faculty of Science, 1-3-1 Kagamiyama, Higashihiroshima-shi, JP - Hiroshima 739-8526, Japan 
^ Hiroshima Institute of Technology, Faculty of Applied Information Science, 2-1-1 Miyake Saeki-ku, Hiroshima-shi, JP - Hiroshima 731- 

5193, Japan 

Indiana University, Department of Physics, Swain Hall West 1 17, Bloomington, IN 47405-7105, United States of America 

Institut fiir Astro- und Teilchenphysik, Technikerstrasse 25, A - 6020 Innsbruck, Austria 
^3 University of Iowa, 203 Van AUen Hall, Iowa City, lA 52242-1479, United States of America 

Iowa State University, Department of Physics and Astronomy, Ames High Energy Physics Group, Ames, lA 50011-3160, United States of 
America 

Joint Institute for Nuclear Research, JINR Dubna, RU - 141 980 Moscow Region, Russia 
^ KEK, High Energy Accelerator Research Organization, 1-1 Oho, Tsukuba-shi, Ibaraki-ken 305-0801, Japan 
Kobe University, Graduate School of Science, 1-1 Rokkodai-cho, Nada-ku, JP Kobe 657-8501, Japan 
Kyoto University, Faculty of Science, Oiwake-cho, Kitashirakawa, Sakyou-ku, Kyoto-shi, JP - Kyoto 606-8502, Japan 
Kyoto University of Education, 1 Fukakusa, Fujimori, fushimi-ku, Kyoto-shi, JP - Kyoto 612-8522, Japan 
Universidad Nacional de La Plata, FCE, Departamento de Fi'sica, IFLP (CONICET-UNLP), C.C. 67, 1900 La Plata, Argentina 
Lancaster University, Physics Department, Lancaster LAI 4YB, United Kingdom 

INFN Sezione di Lecce^"); Universita del Salento, Dipartimento di Fisica'-*' Via Arnesano IT - 73100 Lecce, Italy 

University of Liverpool, Oliver Lodge Laboratory, P.O. Box 147, Oxford Street, Liverpool L69 3BX, United Kingdom 

Jozef Stefan Institute and University of Ljubljana, Department of Physics, SI-1000 Ljubljana, Slovenia 

Queen Mary University of London, Department of Physics, Mile End Road, London El 4NS, United Kingdom 

Royal Holloway, University of London, Department of Physics, Egham Hill, Egham, Surrey TW20 OEX, United Kingdom 

University College London, Department of Physics and Astronomy, Gower Street, London WCIE 6BT, United Kingdom 

Laboratoire de Physique Nucleaire et de Hautes Energies, Universite Pierre et Marie Curie (Paris 6), Universite Denis Diderot (Paris-7), 

CNRS/IN2P3, Tour 33, 4 place Jussieu, FR - 75252 Paris Cedex 05, France 

Lunds universitet, Naturvetenskapliga fakulteten, Fysiska institutionen. Box 118, SE - 221 00 Lund, Sweden 

^'^ Universidad Autonoma de Madrid, Facultad de Ciencias, Departamento de Fisica Teorica, ES - 28049 Madrid, Spain 
Universitat Mainz, Institut fiir Physik, Staudinger Weg 7, DE - 55099 Mainz, Germany 
University of Manchester, School of Physics and Astronomy, Manchester M13 9PL, United Kingdom 
CPPM, Aix-Marseille Universite, CNRS/IN2P3, Marseille, France 

University of Massachusetts, Department of Physics, 710 North Pleasant Street, Amherst, MA 01003, United States of America 
McGill University, High Energy Physics Group, 3600 University Street, Montreal, Quebec H3A 2T8, Canada 
University of Melbourne, School of Physics, AU - Parkville, Victoria 3010, Australia 

The University of Michigan, Department of Physics, 2477 Randall Laboratory, 500 East University, Ann Arbor, MI 48109-1120, United 
States of America 

Michigan State University, Department of Physics and Astronomy, High Energy Physics Group, East Lansing, MI 48824-2320, United States 
of America 

INFN Sezione di Milano^") ; Universita di Milano, Dipartimento di Fisica'*', via Celoria 16, IT - 20133 Milano, Italy 
'^^ B.I. Stepanov Institute of Physics, National Academy of Sciences of Belarus, Independence Avenue 68, Minsk 220072, Republic of Belarus 

National Scientific & Educational Centre for Particle & High Energy Physics, NC PHEP BSU, M. Bogdanovich St. 153, Minsk 220040, 
Repubhc of Belarus 

Massachusetts Institute of Technology, Department of Physics, Room 24-516, Cambridge, MA 02139, United States of America 
University of Montreal, Group of Particle Physics, CP. 6128, Succursale Centre- Ville, Montreal, Quebec, H3C 3J7 , Canada 
P.N. Lebedev Institute of Physics, Academy of Sciences, Leninsky pr. 53, RU - 1 17 924 Moscow, Russia 
Institute for Theoretical and Experimental Physics (ITEP), B. Cheremushkinskaya ul. 25, RU 117 218 Moscow, Russia 
Moscow Engineering & Physics Institute (MEPhI), Kashirskoe Shosse 31, RU - 115409 Moscow, Russia 

Lomonosov Moscow State University Skobeltsyn Institute of Nuclear Physics (MSU SDSTP), 1(2), Leninskie gory, GSP-1, Moscow 119991 

Russian Federation, Russia 

Ludwig-Maximilians-Universitat Miinchen, Fakultat fiir Physik, Am Coulomb wall 1, DE - 85748 Garching, Germany 
Max-Planck-Institut fiir Physik, (Werner-Heisenberg-Institut), Fohringer Ring 6, 80805 Miinchen, Germany 
Nagasaki Institute of Applied Science, 536 Aba-machi, JP Nagasaki 851-0193, Japan 
Nagoya University, Graduate School of Science, Furo-Cho, Chikusa-ku, Nagoya, 464-8602, Japan 
102 jjvffTN Sezione di Napoli'"); Universita di Napoli, Dipartimento di Scienze Fisiche'*), Complesso Universitario di Monte Sant'Angelo, via 
Cinthia, IT - 80126 Napoli, Italy 

University of New Mexico, Department of Physics and Astronomy, MSC07 4220, Albuquerque, NM 87131 USA, United States of America 
^^'^ Radboud University Nijmegen/NIKHEF, Department of Experimental High Energy Physics, Heyendaalseweg 135, NL-6525 AJ, Nijmegen, 
Netherlands 

'"^ Nikhef National Institute for Subatomic Physics, and University of Amsterdam, Science Park 105, 1098 XG Amsterdam, Netherlands 
Department of Physics, Northern Illinois University, LaTourette Hall Normal Road, DeKalb, IL 601 15, United States of America 
Budker Institute of Nuclear Physics (BINP), RU - Novosibirsk 630 090, Russia 

'^^ New York University, Department of Physics, 4 Washington Place, New York NY 10003, USA, United States of America 
Ohio State University, 191 West Woodruff Ave, Columbus, OH 43210-1 1 17, United States of America 



9 



' Okayama University, Faculty of Science, Tsushimanaka 3-1-1, Okayama 700-8530, Japan 

University of Oklahoma, Homer L. Dodge Department of Physics and Astronomy, 440 West Brooks, Room 100, Norman, OK 73019-0225, 
United States of America 

Oklahoma State University, Department of Physics, 145 Physical Sciences Building, Stillwater, OK 74078-3072, United States of America 
Palacky University, 17.1istopadu 50a, 772 07 Olomouc, Czech Republic 

University of Oregon, Center for High Energy Physics, Eugene, OR 97403-1274, United States of America 

"5 LAL, Univ. Paris-Sud, IN2P3/CNRS, Orsay, France 

Osaka University, Graduate School of Science, Machikaneyama-machi 1-1, Toyonaka, Osaka 560-0043, Japan 

11'^ University of Oslo, Department of Physics, P.O. Box 1048, Blindern, NO - 0316 Oslo 3, Norway 

Oxford University, Department of Physics, Denys Wilkinson Building, Keble Road, Oxford OXl 3RH, United Kingdom 
INFN Sezione di Pavia'"'; Universita di Pavia, Dipartimento di Fisica Nucleare e Teorica'*', Via Bassi 6, IT-27100 Pavia, Italy 
University of Pennsylvania, Department of Physics, High Energy Physics Group, 209 S. 33rd Street, Philadelphia, PA 19104, United States 

of America 

Petersburg Nuclear Physics Institute, RU - 188 300 Gatchina, Russia 

INFN Sezione di Pisa^") ; Universita di Pisa, Dipartimento di Fisica E. Fermi^''^ Largo B. Pontecorvo 3, IT - 56127 Pisa, Italy 
'^-^ University of Pittsburgh, Department of Physics and Astronomy, 3941 O'Hara Street, Pittsburgh, PA 15260, United States of America 
1^^ Laboratorio de Instrumentacao e Fisica Experimental de Particulas - LIP(°', Avenida Elias Garcia 14-1, PT - 1000-149 Lisboa, Portugal; 
Universidad de Granada, Departamento de Fisica Teorica y del Cosmos and CAFPE'''\ H- 18071 Granada, Spain 
12^ Institute of Physics, Academy of Sciences of the Czech Republic, Na Slovance 2, CZ - 18221 Praha 8, Czech Republic 
12^ Charles University in Prague, Faculty of Mathematics and Physics, Institute of Particle and Nuclear Physics, V Holesovickach 2, CZ - 
18000 Praha 8, Czech Republic 

12^ Czech Technical University in Prague, Zikova 4, CZ - 166 35 Praha 6, Czech Republic 

12*^ State Research Center Institute for High Energy Physics, Moscow Region, 142281, Protvino, Pobeda street, 1, Russia 

12' Rutherford Appleton Laboratory, Science and Technology Facilities Council, Harwell Science and Innovation Campus, Didcot OXl 1 OQX, 

United Kingdom 

l-'" University of Regina, Physics Department, Canada 

l-'i Ritsumeikan University, Noji Higashi 1 chome 1-1, JP - Kusatsu, Shiga 525-8577, Japan 

132 j]\jpi\j Sezione di Roma l'"); Universita La Sapienza, Dipartimento di Fisica^'', Piazzale A. Moro 2, IT- 00185 Roma, Italy 

1^^ INFN Sezione di Roma Tor Vergata^"' ; Universita di Roma Tor Vergata, Dipartimento di Fisica'*) , via della Ricerca Scientifica, IT-00133 

Roma, Italy 

1^"* INFN Sezione di Roma Tre'"'; Universita Roma Tre, Dipartimento di Fisica'*^ via della Vasca Navale 84, IT-00146 Roma, Italy 

Reseau Universitaire de Physique des Hautes Energies (RUPHE): Universite Hassan II, Faculte des Sciences Ain Chock(''),B.P 5366, MA 
- Casablanca; Centre National de I'Energie des Sciences Techniques Nucleaires (CNESTEN)'*', B.P 1382 R.P 10001 Rabat 10001; Univer- 
site Mohamed Premier''^), LPTPM, Faculte des Sciences, B.P.717. Bd. Mohamed VI, 60000, Oujda ; Universite Mohammed V, Faculte des 
Sciences('')4 Avenue Ibn Battouta, BP 1014 RP, 10000 Rabat, Morocco 
136 CEA, DSM/IRFU, Centre d'Etudes de Saclay, FR - 91191 Gif-sur-Yvette, France 

13' University of California Santa Cruz, Santa Cruz Institute for Particle Physics (SCIPP), Santa Cruz, CA 95064, United States of America 

138 University of Washington, Seattle, Department of Physics, Box 351560, Seattle, WA 98195-1560, United States of America 

13' University of Sheffield, Department of Physics & Astronomy, Hounsfield Road, Sheffield S3 7RH, United Kingdom 

I'l" Shinshu University, Department of Physics, Faculty of Science, 3-1-1 Asahi, Matsumoto-shi, JP - Nagano 390-8621, Japan 

I'll Universitat Siegen, Fachbereich Physik, D 57068 Siegen, Germany 

1^12 Simon Eraser University, Department of Physics, 8888 University Drive, CA - Burnaby, BC V5A 1S6, Canada 
1^13 SLAC National Accelerator Laboratory, Stanford, California 94309, United States of America 

I'l'* Comenius University, Faculty of Mathematics, Physics & Informatics^''^ Mlynska dolina F2, SK - 84248 Bratislava; Institute of Experi- 
mental Physics of the Slovak Academy of Sciences, Dept. of Subnuclear Physics'*' , Watsonova 47, SK - 04353 Kosice, Slovak Republic 
I'l^ Stockholm University: Department of Physics'"' ; The Oskar Klein Centre'*', AlbaNova, SE - 106 91 Stockholm, Sweden 
I'l* Royal Institute of Technology (KTH), Physics Department, SE - 106 91 Stockholm, Sweden 

I'l' Stony Brook University, Department of Physics and Astronomy, Nicolls Road, Stony Brook, NY 1 1794-3800, United States of America 
1^8 University of Sussex, Department of Physics and Astronomy Pevensey 2 Building, Falmer, Brighton BNl 9QH, United Kingdom 
1'*' University of Sydney, School of Physics, AU - Sydney NSW 2006, Australia 
1^1 Insitute of Physics, Academia Sinica, TW - Taipei 1 1529, Taiwan 

151 Technion, Israel Inst, of Technology, Department of Physics, Technion City, IL - Haifa 32000, Israel 

152 Tel Aviv University, Raymond and Beverly Sackler School of Physics and Astronomy, Ramat Aviv, IL - Tel Aviv 69978, Israel 

153 Aristotle University of Thessaloniki, Faculty of Science, Department of Physics, Division of Nuclear & Particle Physics, University Cam- 
pus, GR - 54124, Thessaloniki, Greece 

15^* The University of Tokyo, International Center for Elementary Particle Physics and Department of Physics, 7-3-1 Hongo, Bunkyo-ku, JP - 
Tokyo 113-0033, Japan 

155 Tokyo Metropolitan University, Graduate School of Science and Technology, 1-1 Minami-Osawa, Hachioji, Tokyo 192-0397, Japan 

15^ Tokyo Institute of Technology, 2-12-1-H-34 0-Okayama, Meguro, Tokyo 152-8551, Japan 

15' University of Toronto, Department of Physics, 60 Saint George Street, Toronto M5S 1A7, Ontario, Canada 

158 TRIUMF'"', 4004 Wesbrook Mall, Vancouver, B.C. V6T2A3; '*' York University, Department of Physics and Astronomy, 4700 Keele St., 
Toronto, Ontario, M3J 1P3, Canada 



10 



'^^ University of Tsukuba, Institute of Pure and Applied Sciences, 1-1-1 Tennoudai, Tsukuba-shi, JP - Ibaraki 305-8571, Japan 
Tufts University, Science & Technology Center, 4 Colby Street, Medford, MA 02155, United States of America 
Universidad Antonio Narino, Centro de Investigaciones, Cra 3 Este No.47A-15, Bogota, Colombia 

'^^ University of California, Irvine, Department of Physics & Astronomy, CA 92697-4575, United States of America 

163 jfjp]^ Gruppo CoUegato di Udinet"); ICTPf*', Strada Costiera 11, lT-34014, Trieste; Universita di Udine, Dipartimento di Fisica*'^), via 
delle Scienze 208, IT - 33100 Udine, Italy 

'^"^ University of Illinois, Department of Physics, 1 1 10 West Green Street, Urbana, Illinois 61801, United States of America 
University of Uppsala, Department of Physics and Astronomy, P.O. Box 516, SE -751 20 Uppsala, Sweden 

Instituto de Flsica Corpuscular (IFIC) Centro Mixto UVEG-CSIC, Apdo. 22085 ES-46071 Valencia, Dept. Ffsica At. Mol. y Nuclear; Univ. 
of Valencia, and Instituto de Microelectronica de Barcelona (IMB-CNM-CSIC) 08193 Bellaterra Barcelona, Spain 

University of British Columbia, Department of Physics, 6224 Agricultural Road, CA - Vancouver, B.C. V6T IZl, Canada 

University of Victoria, Department of Physics and Astronomy, P.O. Box 3055, Victoria B.C., V8W 3P6, Canada 

Waseda University, WISE, 3-4-1 Okubo, Shinjuku-ku, Tokyo, 169-8555, Japan 
™ The Weizmann Institute of Science, Department of Particle Physics, P.O. Box 26, IL - 76100 Rehovot, Israel 

University of Wisconsin, Department of Physics, 1150 University Avenue, WI 53706 Madison, Wisconsin, United States of America 
^'■^ JuUus-Maximilians-University of Wiirzburg, Physikalisches Institute, Am Hubland, 97074 Wiirzburg, Germany 

Bergische Universitat, Fachbereich C, Physik, Postfach 100127, Gauss-Strasse 20, D- 42097 Wuppertal, Germany 
'^"^ Yale University, Department of Physics, PO Box 208121, New Haven CT, 06520-8121, United States of America 

Yerevan Physics Institute, Alildianian Brothers Street 2, AM - 375036 Yerevan, Armenia 

ATLAS-Canada Tier-1 Data Centre, TRIUMF, 4004 Wesbrook Mall, Vancouver, BC, V6T 2A3, Canada 
'^^ GridKA Tier-1 FZK, Forschungszentrum Karlsruhe GmbH, Steinbuch Centre for Computing (SCC), Hermann-von-Hehnholtz-Platz 1, 
76344 Eggenstein-Leopoldshafen, Germany 

178 Ppj.j d'informacio Cientifica (PIC), Universitat Autonoma de Barcelona (UAB), Edifici D, E-08193 Bellaterra, Spain 

i^'' Centre de Calcul CNRS/IN2P3, Domaine scientifique de la Doua, 27 bd du 1 1 Novembre 1918, 69622 Villeurbanne Cedex, France 

180 i]SfFN-CNAE Viale Berti Pichat 6/2, 40127 Bologna, Italy 

Nordic Data Grid Facility, NORDUnet A/S, Kastruplundgade 22, 1, DK-2770 Kastrup, Denmark 

SARA Reken- en Netwerkdiensten, Science Park 121, 1098 XG Amsterdam, Netherlands 

Academia Sinica Grid Computing, Institute of Physics, Academia Sinica, No.l28, Sec. 2, Academia Rd., Nankang, Taipei, Taiwan 1 1529, 
Taiwan 

UK-Tl-RAL Tier-1, Rutherford Appleton Laboratory, Science and Technology Facilities Council, Harwell Science and Innovation Campus, 
Didcot OXl 1 OQX, United Kingdom 

RHIC and ATLAS Computing Facility, Physics Department, Building 510, Brookhaven National Laboratory, Upton, New York 11973, 
United States of America 
" Also at CPPM, Marseille, France. 

* Also at TRIUMF, Vancouver, Canada 
Also at FPACS, AGH-UST, Cracow, Poland 
Also at TRIUMF, Vancouver, Canada 

" Now at CERN 

^ Also at Universita di Napoli Parthenope, Napoli, Italy 

* Also at Institute of Particle Physics (IPP), Canada 

Also at Universita di Napoli Parthenope, via A. Acton 38, IT - 80133 Napoli, Italy 
' Louisiana Tech University, 305 Wisteria Street, P.O. Box 3178, Ruston, LA 71272, United States of America 
At California State University, Fresno, USA 

* Also at TRIUMF, 4004 Wesbrook Mall, Vancouver, B.C. V6T 2A3, Canada 
' Currently at Istituto Universitario di Studi Superiori lUSS, Pavia, Italy 

" Also at FPACS, AGH-UST, Cracow, Poland 
" Also at California Institute of Technology, Pasadena, USA 
" Louisiana Tech University, Ruston, USA 
Also at University of Montreal, Montreal, Canada 

Also at Institut fiir Experimentalphysik, Universitat Hamburg, Hamburg, Germany 
'' Also at Petersburg Nuclear Physics Institute, Gatchina, Russia 

* Also at Institut fiir Experimentalphysik, Universitat Hamburg, Lumper Chaussee 149, 22761 Hamburg, Germany 
' Also at School of Physics and Engineering, Sun Yat-sen University, China 

" Also at School of Physics, Shandong University, Jinan, China 
Also at California Institute of Technology, Pasadena, USA 
Also at Rutherford Appleton Laboratory, Didcot, UK 

* Also at school of physics, Shandong University, Jinan 
y Also at Rutherford Appleton Laboratory, Didcot , UK 
^ Now at KEK 

University of South Carolina, Columbia, USA 

Also at KFKI Research Institute for Particle and Nuclear Physics, Budapest, Hungary 
"'^ University of South Carolina, Dept. of Physics and Astronomy, 700 S. Main St, Columbia, SC 29208, United States of America 



11 



Also at Institute of Physics, Jagiellonian University, Cracow, Poland 
Louisiana Tech University, Ruston, USA 

Also at School of Physics and Engineering, Sun Yat-sen University, Taiwan 
University of South Carolina, Columbia, USA 
Transfer to LHCb 31.01.2010 
Also at Nanjing University, China 
* Deceased 



June 8, 2010 



Abstract. The ATLAS Inner Detector is a composite tracking system consisting of silicon pixels, silicon strips and 
straw tubes in a 2 T magnetic field. Its installation was completed in August 2008 and the detector took part in data- 
taking with single LHC beams and cosmic rays. The initial detector operation, hardware commissioning and in-situ 
calibrations are described. Tracking performance has been measured with 7.6 million cosmic-ray events, collected 
using a tracking trigger and reconstructed with modular pattern-recognition and fitting software. The intrinsic hit effi- 
ciency and tracking trigger efficiencies are close to 100%. Lorentz angle measurements for both electrons and holes, 
specific energy-loss caUbration and transition radiation turn-on measurements have been performed. Different aUgn- 
ment techniques have been used to reconstruct the detector geometry. After the initial alignment, a transverse impact 
parameter resolution of 22.1 ±0.9 /im and a relative momentum resolution Gp/p = (4.83 ±0.16) x 10"'' GeV~^ x pj 
have been measured for high momentum tracks. 
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1 Introduction 

The ATLAS detector fT) is one of two large general-purpose 
detectors designed to probe new physics at the unprecedented 
energies and luminosities available at the Large Hadron Col- 
lider at CERN [2]. ATLAS is divided into three major regions: 
a large toroidal-field high-precision muon spectrometer sur- 
rounding a set of high-granularity calorimeters which, in turn, 
surround an optimized, multi-technology tracker situated in a 

2 T magnetic field provided by a solenoid. 

This central tracking detector is referred to as the Inner De- 
tector (ID). This paper describes the commissioning and cali- 
bration of the Inner Detector from its final installation in Au- 
gust of 2008 through cosmic -ray data-taking until the end of 
the year. In this period the full tracking system operated for the 
first time. The aim of this commissioning phase was to prepare 
the detector for LHC collisions which took place in 2009. The 
necessary steps were: 

- to operate all the services and controls, 

- to perform an in-situ calibration of the detector, 

- to synchronise all sub-detectors, 

- to measure efficiency and noise occupancy for each sub- 
detector in combined operation, 

- to test the reconstruction software and the tracking triggers 
on real data, 

- to perform an initial alignment of the detector. 

A significant component of the commissioning involved 
setting up the hardware and software infrastructure needed to 
operate the detector This included the calibration procedures, 
which will be repeated regularly during proton-proton data- 
taking periods. The most relevant aspects are therefore de- 
scribed here. 

Cosmic-ray events were used to perform a preliminary 
alignment and to commission the track reconstruction. They 
mostly consist of a single muon traversing the whole detector, 
and have a hard momentum spectrum. Their kinematics makes 
them particularly suitable for some specific measurements, for 



example intrinsic detector efficiency, track resolution and study 
of detector response to ionisation as a function of momentum 
and incident angle. 

The layout of the paper is as follows. The main compo- 
nents of the ID are briefly described in Section[2] The operating 
modes and conditions during the different data-taking periods, 
the reconstruction software and the tracking triggers are de- 
scribed in Section [3T| The synchronisation of the sub-detectors 
is presented in Section [4] and the calibration procedures and 
results in Section |5] Section |6] describes the alignment, while 
Section [Tjpresents measurements of the detector performance: 
intrinsic efficiency, the Lorentz angle in silicon for both elec- 
trons and holes, resolution of tracking parameters, the specific 
energy loss for particle identification at low momentum and the 
observation of transition radiation turn-on. 

In the following, the ATLAS coordinate system will be 
used. The nominal interaction point is defined as the origin of a 
right-handed coordinate system. The beam direction defines the 
z-axis and the x-y plane is transverse to it. The positive jc-axis 
is defined as pointing from the interaction point to the centre of 
the LHC ring and the positive y-axis points upwards. Cylindri- 
cal coordinates R and are often used in the transverse plane. 
The pseudorapidity Tj is defined in terms of the polar angle 0: 
T] = -lntan(0/2). 

Tracks are described using the parameters of a helical tra- 
jectory at the point of closest approach to the z-axis: the trans- 
verse impact parameter, lio, the z coordinate, zo, the angles of 
the momentum direction, 0o and 0, and the inverse of the par- 
ticle momentum multiplied by the charge, qjp. 



2 The ATLAS Inner Detector 

The layout of the Inner Detector is shown in Fig. [T] The ac- 
ceptance in pseudorapidity is |tj| < 2.5 for particles coming 
from the LHC beam-interaction region, with full coverage in 
. The detector has been designed to provide a transverse mo- 
mentum resolution, in the plane perpendicular to the beam axis. 
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of Opj/ pt = 0.05%/7T GeV© 1% and a transverse impact pa- 
rameter resolution of 10 jim for high momentum particles in 
the central rj region |1|. The Inner Detector comprises three 
complementary sub-detectors: the Pixel Detector, the Semi- 
conductor Tracker and the Transition Radiation Tracker. Rel- 
evant features are described briefly below; full details can be 
found in 1 1 1 . 

The Pixel Detector sensitive elements cover radial dis- 
tances between 50.5 mm and 150 mm. The detector consists 
of 1744 silicon pixel modules |3| arranged in three concentric 
barrel layers and two endcaps of three disks each. It provides 
typically three measurement points for particles originating in 
the beam-interaction region. Each module covers an active area 
of 16.4 mm X 60.8 mm and contains 47 232 pixels, most of size 
50 lJ.m X 400 /xm. The direction of the shorter pitch defines the 
local jc-coordinate on the module and corresponds to the high- 
precision position measurement in the R(p plane. The longer 
pitch, corresponding to the local y-coordinate, is oriented ap- 
proximately along the z direction in the barrel and along R in 
the endcaps. A module is read out by 16 radiation-hard front- 
end chips f4l bump-bonded to the sensor; the total number of 
readout channels is ^80.4 million. Hits in a pixel are read out 
if the signal exceeds a tunable threshold. The pulse height is 
measured using the Time-over-Threshold (ToT) technique. 

The Semiconductor Tracker (SCT) sensitive elements 
span radial distances from 299 mm to 560 mm. The detector 
consists of 4088 modules of silicon-strip detectors arranged in 
four concentric barrels and two endcaps of nine disks each. It 
provides typically eight strip measurements (four space-points) 
for particles originating in the beam-interaction region. The 
strips in the barrel are approximately parallel to the solenoid 
field and beam axis, and have a constant pitch of 80 /zm, while 
in the endcaps the strip direction is radial and of variable pitch. 
Most modules |5,6| consist of four silicon-strip sensors |7|; 
two sensors on each side are daisy-chained together to give 768 
strips of approximately 12 cm in length. A second pair of iden- 
tical sensors is glued back-to-back with the first pair at a stereo 
angle of 40 mrad to provide space points. The strips are read out 
by radiation-hard front-end readout chips 1 8 1, each chip reading 
out 128 channels; the total number of readout channels is ^6.3 
million. The hit information is binary: a hit is registered if the 
pulse height in a channel exceeds a preset threshold, normally 
corresponding to a charge of 1 fC. 

Measurements in the silicon detectors often perform a se- 
lection on the angle of a track incident on a module. The an- 
gle between a track and the normal to the plane of a sensor 
is called a. The angle between a track and the normal to the 
sensor in the plane defined by the normal to the sensor and the 
local X-axis (i.e. the axis in the plane of the sensor correspond- 
ing to the high-precision measurement in the Pixel Detector or 
perpendicular to the strip direction in the SCT) is termed 0iocai- 

The Transition Radiation Tracker (TRT) sensitive vol- 
ume covers radial distances from 563 mm to 1066 mm. The 
detector consists of 298 304 proportional drift tubes (straws), 
4 mm in diameter, read out by 350 848 channels of electronics. 
The straws in the barrel region are arranged in three cylindri- 
cal layers and 32 sectors; they have split anodes and are read 
out from each side The straws in the endcap regions are 
radially oriented and arranged in 80 wheel-like modular struc- 



tures flO) . The TRT straw layout is designed so that charged 
particles with transverse momentum pj > 0.5 GeV and with 
pseudorapidity |t7| < 2.0 cross typically more than 30 straws. 
The TRT provides electron identification via transition radia- 
tion from polypropylene fibres (barrel) or foils (endcaps) in- 
terleaved between the straws. The much higher energy of the 
transition radiation photons (^ 6 keV compared with the few 
hundred eV deposited by an ionising particle in the Xe, CO2, 
O2 gas) is detected by a second, high-threshold, discriminator 
in the radiation-hard front-end electronics fTTJ. 

The Beam Conditions Monitor (BCM) ||T2} is designed 
to monitor the rate of background particles and to protect the 
silicon trackers from instantaneous high radiation doses caused 
by LHC beam incidents. The BCM consists of two stations, 
forward and backward, each with four modules located at a 
radius of 5.5 cm and at a distance of ±1.84 m from the inter- 
action point. Each module has two pCVD diamond sensors of 
1x1 cm- surface area and 500 jim thickness mounted back- 
to-back. The 1 ns signal rise-time allows the discrimination of 
particle hits due to collisions (in-time) from background (out- 
of-time). The BCM signal provides both trigger information 
and an instantaneous hit-rate used as input to a beam-abort sig- 
nal. 

Readout systems. The Pixel and SCT detectors' readout 
systems use optical transmission for the outgoing module data 
and the incoming timing, trigger and control data. The trans- 
mission is based on VCSELs operating at a wavelength of 
850 nm and radiation-hard fibres |13 14|. For each SCT mod- 
ule, there are two optical links operating at 40 Mbits/s for 
the data readout. Redundancy is implemented to allow for the 
loss of one optical link, without significant loss of data. For 
the cosmic-ray data-taking, the Pixel Detector links also oper- 
ated at 40 MBits/s. The TRT uses shielded twisted-pair lines 
to transfer data to a patch panel inside the muon spectrometer, 
where up to 31 lines are multiplexed p3) into one 1.6 Gbits/s 
optical link. 

The off-detector readout electronics is based on custom- 
made Read-Out Driver (ROD) modules |T6 T7|. The RODs 
gather the data belonging to a single trigger into one packet 
(and in the case of the TRT perform data compression) and 
transmit the data to the ATLAS readout system using optical 
links operating at 1.6 Gbits/s 1 151. The RODs also perform 
monitoring and calibration tasks ]18) . 

Cooling. The silicon detectors are cooled with a bi-phase 
evaporative system [ 19J which is designed to deliver C3F8 fluid 
at —25 °C in the low-mass cooling structures on the detector. 
The target temperature for the silicon sensors after irradiation 
is °C for the Pixel Detector and -7 °C for the SCT; these 
values were chosen to mitigate the effects of radiation dam- 
age. In the commissioning phase in 2008 both detectors lim- 
ited the coolant temperature to —10 °C in the circuits cool- 
ing their sensors. The resulting sensor temperatures were in the 
range —7 °C to +5 °C, depending on layer and module type. 
In 2009 the coolant temperature was reduced. Sensor tempera- 
tures were in the range — 17 °C to —7 °C for the Pixel Detector 
and -7 °C to -2 °C for the SCT 

In contrast to the silicon detectors, the TRT operates at 
room temperature. The electronics is cooled by a monophase- 
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Fig. 1. Cut-away image of the ATLAS Inner Detector 



liquid cooling loop separate from the Pixel and SCT bi-phase 
system. 



3 Data samples and operation conditions 
3.1 Data-taking periods 

In 2008 the Inner Detector participated in three main data- 
taking periods: 

- Single-beam LHC running. Particularly relevant were the 
so called beam-splash events, where the LHC beams were 
directed into the tertiary collimators located 150 m from 
the interaction point, in order to provide secondary parti- 
cles crossing the whole cross-section of the ATLAS de- 
tector. Since the incident particles had a direction almost 
parallel to the beam axis, they crossed many detector ele- 
ments and were used for synchronization of the individual 
TRT readout units (see Section [4|. For reasons of detector 
safety, during this period the Pixel Detector and SCT bar- 
rel were switched off and the SCT endcaps were operated 
at a reduced bias voltage of 20 V instead of 150 V, with 
the readout threshold increased to 1 .2 fC to reduce the data 
volume. 

- Combined ATLAS cosmic -ray run. Data were taken by the 
full ATLAS detector with different magnetic field combi- 



nations: toroid and solenoid switched on and off indepen- 
dently. 

Standalone ID cosmic -ray run. Only the Inner Detector 
took part in this run, which used a newly introduced Level- 



1 tracking trigger (see Section 3.4 1. All data taken during 
this period were with the solenoid off. 

Cosmic rays come predominantly from the vertical direc- 
tion. They were therefore particularly useful for studying the 
barrel region of the detector, where they resemble particles 
from collisions. 

In the time between the combined and standalone cosmic- 
ray data-taking periods, a complete tuning and calibration of 
the detectors was performed as detailed in Section|5] 

A summary of the numbers of reconstructed tracks in the 
2008 cosmic-ray data-taking periods is shown in Table[T] Sim- 
ilar data-taking periods in 2009 have been used to confirm the 
performance achieved in the 2008 commissioning period. 



3.2 Operating conditions 

Most of the detector was operational during the cosmic -ray 
data-taking periods. Loss of coverage was mainly due to issues 
with the recently-commissioned evaporative cooling system 
and the optical links. The fractions of non-operational channels 
in each sub-detector are summarised in Table |2] 
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Detector 


Solenoid off 


Solenoid on 


All 


4 940 000 


2 670 000 


> 1 SCT hit 


1 150 000 


880 000 


> 1 Pixel iiit 


230 000 


190 000 



Table 1. Number of tracks collected during the 2008 cosmic-ray runs. 
Numbers are given for all reconstructed Inner Detector tracks, those 
having at least one SCT hit and those having at least one Pixel hit. 



In the Pixel Detector three cooling loops, each serving 12 
modules, showed apparent leaks, two on the positive-z endcap 
and one on the negative-z endcap. For safety, these loops were 
disabled in 2008, but were operated successfully in 2009, after 
the installation of a leak-monitoring system during the winter 
shutdown. In the SCT, 36 modules in the negative-z endcap 
were turned off because of problems in two cooling loops. One 
of these loops was repaired after the end of 2008 operation, 
resulting in the recovery of 23 modules. 

A major problem with the optical links for the SCT and 
Pixel detectors was the failure of VCSEL arrays in the off- 
detector electronics. The loss of data for the SCT was reduced 
because of the redundancy system, but the problem prevented 
the read-out of 35 pixel modules in the combined run. These 
were recovered by replacing the defective VCSEL arrays with 
spare parts between the combined and standalone data-taking 
periods. The VCSEL failures are believed to be due to Electro 
Static Discharge (ESD) damage. During the 2008-2009 shut- 
down all VCSEL arrays in the off-detector electronics were re- 
placed with new components produced with much tighter ESD 
controls. A very low rate of problems was observed in 2009. 

Remaining inactive parts in the Pixel Detector and SCT 
were mainly due to failure in high- or low-voltage connections. 

In the TRT barrel 1.6% of the straws were inactive due 
to mechanical problems in the detector which had been noted 
prior to installation and 0.7% were inactive due to scattered 
electronics problems at the board and chip level after instal- 
lation. In the endcaps about 1.6% of the electronics channels 
were inactive, largely due to high- and low-voltage power con- 
nection problems, while only 0.3% of the straws had known 
mechanical problems. The mechanical defects were always 
straw cathodes that had been deformed during module or wheel 
construction so that they would not reliably hold high-voltage, 
and in these cases the anode wires were removed. These num- 
bers remained essentially constant throughout the 2008 and 
2009 data-taking periods. 

The detector conditions were supervised and monitored by 
a Detector Control System |20|, which monitored high-voltage 
and low-voltage values, temperatures and other environmental 
parameters. In particular the applied bias voltage on the silicon 
detectors was used to compute the Lorentz angle (Section 7.2 1 
during track reconstruction, and the detector status was used to 
assess the data quality. 

Monitoring software pT) running within the ATLAS 
Athena framework |22| was used to analyse data and to recon- 
struct tracks as described in Section 3.3 both online during the 
physics run and during offline reconstruction. The light-weight 
online monitoring ran on a limited subset of data, while the of- 
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2.0% - 0.0% 
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0.9% 
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0.0% 




Other 


0.8% 


0.7% 




Total 


2.1% 


1.0% 


TRT 


Total 


2.0% 


2.0% 



Table 2. Fraction of non-operational channels for each sub-detector 
in the 2008 cosmic-ray run and at the beginning of LHC collisions in 
2009. For the Pixel Detector in 2008 the first numbers correspond to 
the earlier combined run, the second to the later standalone run. 



fline monitoring provided more in-depth analysis over larger 
samples of data. 



3.3 Track reconstruction 

Data were reconstructed using ATLAS software in the Athena 
framework [22J. In a first step, groups of contiguous pixels 
(in the Pixel Detector) or strips (in the SCT) with a hit were 
grouped into clusters. Channels which were noisy, as deter- 
mined from either online calibration data or offline monitor- 
ing, were rejected at this stage. The one-dimensional strip clus- 
ters from the two sides of an SCT module were combined into 
three-dimensional space-points using knowledge of the stereo 
angle and the radial (longitudinal) positions of the barrel (end- 
cap) modules; in the case of pixel clusters, only the knowledge 
of the radial (longitudinal) position was necessary to construct 
a barrel (endcap) space-point. The construction of TRT drift 
circles, i.e. the radial distance of the particle trajectory to the 
wire in a tube, required knowledge of the time of the cosmic 
ray passing through, which was determined using the itera- 
tive procedure described in Section]?] The three-dimensional 
space-points, in the Pixel Detector and SCT, and the drift cir- 
cles, in the TRT, formed the input to the pattern-recognition 
algorithms. 

The track reconstruction f23l started the pattern recognition 
by using space-points from the silicon detectors. In cosmic -ray 
data, these track candidates were allowed to span the central 
beam-axis region, and no cut was placed on the transverse im- 
pact parameter do. These silicon-only tracks were extended in 
both directions into the TRT, and refitted using all associated 
space-points from the silicon and TRT detectors. As shown in 
Table JT] a significant fraction of tracks from cosmic rays do 
not pass through the silicon detectors, and these were found 
by running a TRT stand-alone track-finding algorithm on the 
remaining measurements. At all stages, the track fitting was 
performed using the global fitter described in |24|. 

To measure the resolution of the track parameters the 
cosmic -ray tracks which traverse the ATLAS detector from top 
to bottom were split into two halves. This was done by fitting 
two new tracks, each containing the hits in the upper or lower 
half of the detector only. These new tracks are referred to as 
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split tracks. Figure |2] shows the momentum and angular distri- 
butions of the split tracks as measured in data. The shapes of 
the ^0 and 9 distributions reflect the fact that particles could 
enter the ATLAS cavern through the access shafts more easily 
than through the rock. The range of (j)Q is always negative as the 
split tracks in both the upper and lower halves of the detector 
are reconstructed from top to bottom. The high asym- 



metry in the low momentum bins in 2(a) is due to the toroid 
deflecting ji^ coming from the shafts away from the ID. The 



resolution results are presented in Section 7.3 



3.4 Tracking triggers 

The ATLAS trigger system has a three-level architecture: 
Level- 1, Level-2 and Event Filter Level-2 and Event Filter to- 
gether form the High Level Trigger (HLT) 1 1 1 . 

The trigger for cosmic -ray events was provided by the 
muon or calorimeter systems at Level- 1. For the ID standalone 
data-taking, a Level- 1 TRT trigger was added, based on a fast 
digital OR of groups of approximately 200 TRT straws | |25j . 

Three Inner Detector tracking algorithms were run at Level- 
2. One algorithm was specifically designed for cosmic -ray run- 
ning and used only barrel TRT information. It reconstructed 
tracks in a search window of up to about 45° to the vertical in 
azimuthal angle. The other two algorithms |26| were designed 
for collisions but were adapted for cosmic -ray running in or- 
der to exercise the algorithms online and also to complement 
the coverage of the TRT trigger. These algorithms started with 
track reconstruction in the silicon detectors and then extrapo- 
lated tracks to the TRT. As a consequence of being designed 
for collisions, the cosmic-particle trajectory was reconstructed 
as two tracks: one going upwards and the other downwards. 
The two algorithms used a common input consisting of space- 
points formed from clusters of hits in the pixel layers and from 
associated stereo-layer hits in the SCT They shared common 
tools for track fitting and extrapolation to the TRT, but differed 
in the initial track-finding step: 

- SiTrack was based on a combinatorial method. It first 
looked for pairs of space-points in the inner layers consis- 
tent with beam-line constraints, then combined these pairs 
with space-points in other layers to form triplets and finally 
merged triplets to form track candidates. In order to achieve 
good efficiency in cosmic -ray data-taking, the beam-line 
constraints were relaxed compared with those used for col- 
lision data. 

- IDSCAN used a three-stage histogramming method to first 
determine the z-coordinate (position along the beam) of 
the interaction point in collision events, and then look for 
track candidates consistent with this interaction point. For 
cosmic -ray data-taking a first step was introduced which 
shifted the space-points in the direction transverse to the 
beam-axis, so that the shifted points lay on a trajectory 
passing close to the nominal beam position. 

The efficiency of the Level-2 ID cosmic-ray trigger was de- 
termined using events triggered by the Level- 1 muon trigger 
and containing an offline ID track. In Fig. [3] the efficiency is 
shown as a function of the transverse impact parameter of the 
offline track, do, for each of the three different algorithms as 
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Fig. 2. Distribution of split-track parameters for a set of cosmic-ray 
data with solenoid on: (a) particle charge multiplied by momentum 
(q X p), (b) azimuthal (0o) and (c) polar (9) angles. 
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well as for the combined trigger. The efficiency was calculated 
for the sample of offline tracks with 3+3 space-points on the 
upper+lower track segments in the silicon barrel. The track was 
also required to be within the TRT readout time window. The 
efficiency for IDSCAN and SiTrack falls off for tracks with do 
approaching the radius of the first SCT layer (300 mm). The 
space-point shifting step that precedes IDSCAN fails for high 
curvature tracks, and this is reflected in a lower efficiency for 
IDSCAN. The combined efficiency is (99.96 ±0.02)%. 
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Fig. 3. Efficiency of Level-2 tracking algorithms in cosmic-ray events, 
as a function of do; the efficiency drop for the silicon based algorithms 
at about 300 mm corresponds to the acceptance of the first SCT barrel 
layer. 



3.5 Simulation 

Cosmic -ray events were simulated by a sequence which first 
generated single particles at the surface above ATLAS, then 
filtered them for acceptance in the detector and finally ran the 
standard detector simulation, digitisation and reconstruction. 

The generator used the flux calculations in Ref |27| and a 
standard cosmic-ray momentum spectrum 1 28 1 . Muons point- 
ing to a sphere representing the inside of the experimental cav- 
ern were propagated through the rock, cavern structures and the 
detector using simulation software based on GEANT4 | 29][30| . 
To increase the acceptance, only events with at least one hit in 
a given volume inside the detector were submitted to the digiti- 
zation algorithms and the event reconstruction. The digitisation 
was adapted to reproduce the timing properties of cosmic-ray 
muons (see Secti on |4) i, and tracks were reconstructed as de- 
scribed in Section[33r 



4 Detector timing 

All sub-detectors use a common clock signal, with a 25 ns 
period corresponding to the spacing of LHC bunch-crossings 
(BC). This is either an ATLAS internal clock or one provided 
by the LHC and synchronised to the bunch-crossing. A delay to 



this signal is then applied by each detector component in order 
to account for signal propagation times. 

A major difference between cosmic-ray running and detec- 
tor operation with LHC collisions is that cosmic-ray events oc- 
cur evenly distributed in the interval between two clock edges. 
In order to properly treat cosmic-ray events, it is therefore nec- 
essary to measure for each event the time difference between 
the clock edge and the passage of the cosmic-ray particle. This 
time difference is then an input to the track reconstruction and 
analysis. The TRT timing determines the precision of this mea- 
surement, because the granularity of its leading-edge measure- 
ment is 3.125 ns (1/8 of a BC) instead of one BC as for the sil- 
icon detectors. It is therefore used as a reference. The broader 
readout window of the Pixel Detector helped in verifying the 
coarse selection of beam clock offsets for both the TRT and 
SCT, and in understanding the trigger time offsets for the vari- 
ous triggers used in cosmic-ray data-taking. 



4.1 TRT timing 

TRT timing requirements are set by the constraint that both the 
leading-edge and trailing-edge transitions of a signal must be 
within the 75 ns (three BC) readout window. About 50 ns are 
required to cover the range of electron drift times at the full 
2 T magnetic field. Propagation time differences within a front- 
end board are about 5 ns and, combined with small cabling and 
time-of-flight effects, imply that a time offset bigger than 10ns 
would result in acceptance losses. The readout timing was ini- 
tially synchronized across the detector using measured cable 
lengths, which gave a spread of ±5 ns in the barrel, and within 
one bunch-crossing in the endcaps. 

In the barrel region, the time offset To for each Trigger, 
Timing and Control unit [11] was improved using cosmic- 
ray tracks, and the corresponding corrections were applied 
to the hardware settings. These offsets were validated using 
the LHC beam-splash events. In these events many particles 
passed through the detector at the same time. Almost every 
TRT straw was hit multiple times and, apart from time-of- 
flight effects, different parts of the detector were hit simultane- 
ously. Figure [4(a)] shows 7b settings which were estimated with 
a single beam-splash event. Since the readout timing before 
beam-splash events had already been adjusted using cosmic- 
ray events, the systematic effect due to time-of-flight in cosmic- 
ray data can clearly be seen. Apart from this, the measured time 
is uniform, with variations of about 1 ns. These settings were 
monitored in the subsequent running periods and they have re- 
mained stable. 

In the endcap regions very few cosmic-ray events had been 
collected by September 2008. The initial correction was de- 
rived from beam-splash data. This adjustment was validated 
using cosmic-ray data and, after subtracting the time-of-flight, 
the measured To constants in the endcap showed an accuracy of 
1.3 ns. 

In the cosmic-ray run the TRT time measurement was used 
to determine the time, Ttrt, of a cosmic ray passing through 
the ID. This was determined by the average of measured TRT 
leading-edge times for all hits on a track, corrected for electron 
drift time and offline Tq calibration constants (see Section [53] l. 
Since the estimated electron drift time depends on the track 
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trajectory, the track was first fit using only the position of the 
centre of each hit wire, without using the drift-time informa- 
tion. These track parameters were then used to estimate Ttrt 
and this estimate was used to correct the position of TRT hits 
and to repeat the track fit. 

The accuracy of this Ttrt measurement procedure was 
studied by splitting the cosmic-ray track into upper and lower 
parts and fitting Ttrt separately for each. The time difference 
between the two segments is shown in Fig. |4(b)| The resolution 
is estimated as the spread of this difference, divided by two. 
This factor assumes a statistical error only, and is a combina- 
tion of a \/2 due to both upper and lower Txrt uncertainties 
contributing to the spread, and another factor of \/2 because 
split tracks have half the number of hits. The accuracy of Ttrt 
for barrel tracks in the 2008 cosmic-ray data was shown to be 
better than 1 ns. 



4.2 Pixel Detector timing 

The Pixel Detector front-end electronics can read out up to 
16 consecutive BC for each trigger |4|. Each recorded hit in- 
cludes the number of the BC in which it occurred. 

At luminosities higher than 10^^ cm^^s^', the expected oc- 
cupancy will only permit read-out of a single BC per trigger. In 
cosmic -ray data-taking the low trigger rate allows a broader 
time window. In the 2008 commissioning run, eight BC were 
read out per trigger. 

The BC distribution for hits from cosmic-ray muons is 



Beam-splash data 2008 



shown in Fig. 5(a) The spread is due to the convolution of 



the front-end electronics timewalk, which results in low pulse- 
height hits being assigned to a late BC, and to the uniform time 
distribution of cosmic rays. 

The distribution of hits among bunch crossings can be used 
to improve the detector timing relative to the corrections com- 
puted from measured signal delays in cables and read-out elec- 
tronics. 

Module-to-module synchronization in the barrel was as- 
sessed averaging the BC, corrected for Ttrt, of clusters with a 
pulse height greater than 15 000 e. The subtraction of Tjrx re- 
duces the spread due to the event time and the requirement on 
pulse height removes the timewalk effect. The measured values 
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are shown in Fig. |5(b)]and indicate a time variation of 0. 17 BC, ^ ^^^^^^ cosmic-ray tracks. 



Validation of TRT Tq hardware settings in TRT barrel A 
with September 2008 beam-splash data. |(b)| Difference between the 
Ttrt value obtained from the upper and lower parts of a split track for 



equivalent to 4.25 ns without any specific module-to-module 
tuning. This is sufficient to obtain full efficiency in the readout 
window used for detector commissioning. To reduce the spread 
and extend the tuning to the endcap region, the higher statistics 
from collision events will be needed. 



4.3 SCI timing 

The readout of the SCT needs to be synchronized with the 
bunch-crossing time to ensure that the signal is sampled at the 
peak of the charge-response curve. In cosmic-ray data-taking, 
a strip is read out if the signal is above threshold in any one of 
three 25 ns time-bins centred on the triggered bunch-crossing. 

Prior to cosmic -ray data-taking, the timing of each module 
was adjusted to compensate for differences in the lengths of 
the optical fibres used for data transmission to and from the 



modules. During data-taking, the overall timing of the SCT was 
adjusted in steps of 25 ns until a peak in occupancy associated 
with tracks was observed. No attempt was made to refine this 
timing using finer adjustments, and no corrections for time-of- 
flight were applied. 

The degree of synchronisation of the SCT was studied us- 
ing the cosmic -ray timing derived from the TRT. Figure |6| 
shows the fraction of in-time clusters on a track as a function of 
Ttrt for barrel modules. The clusters were required to contain 
at least two strips, all from the same BC, to reduce the effect 
of variations in the charge-collection time. The distribution has 
a flat top with a width of about 25 ns and can be fitted to a 
step function convolved with two Gaussian functions. The peak 
time of the charge response corresponds to the mid-point of the 
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Fig. 5. Pixel Detector BC distributions for individual clusters on track 

(a) and per-module average BC relative to the Ttrt in units of 25 ns 

(b) The dispersion in|(a)|is due to timewalk and event time spread, 



while in|(b)|is the module-to-module synchronization. 



step function. Separate fits have been performed for the SCT 
barrel modules served by a single optical-fibre 'harness' (each 
harness serves six modules on a barrel at the same azimuthal 
angle). Most of the barrel harnesses are well synchronised: the 
r.m.s. width of the distribution is 1.8 ns. 
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Fig. 7. Timing distribution of BCM events triggered by the TRT Fast- 
Or. The data are fitted with a Gaussian over a flat background. 



4.4 BCM timing 

Even though the BCM acceptance for cosmic rays is very lim- 
ited, during the November 2008 operation, a total of 131 events 
had muons passing through this detector. These allowed the rel- 
ative timing between the BCM signal and the trigger to be mea- 
sured. From the timing distributions, an offset of 19.5 ± 0.4 BC 
was observed for triggers based on the muon system and of 
19.4 ±0.1 BC for the events triggered by the TRT Fast-Or, as 
shown in Fig. [7] These observed time offsets agree well with 
the expectation of 19 BC from the estimation of propagation 
time along cables and optical fibres. 



5 Sub-detector calibration 

To be prepared for data-taking, each sub-detector performs a 
set of calibrations necessary to provide a uniform response, 
to map defective channels and to ensure an acceptable noise 
rate. Offline calibrations are then obtained during normal data- 
taking. They consist of additional noise suppression and, for 
the Pixel Detector and TRT, corrections to the position mea- 
surement of reconstructed tracks. 

During collision data-taking, it is planned that offline cali- 
brations will be performed on a subset of the data and the bulk 
processing of most data will start only after these calibrations 
have been validated. This model could not be applied during 
the 2008 data-taking, since the rate of events with tracks, es- 
pecially in the silicon detectors, is many orders of magnitude 
lower than in LHC collisions. Therefore offline calibration re- 
sults were only used in the reprocessing at the end of the data- 
taking period. 



Fig. 6. Fraction of in-time clusters on track as a function of Ttrt for 
SCT barrel modules. The curve shows a fit to a step function con- 
volved with two Gaussian functions. The peak time of the response 
curve is assumed to be at the centre of the step function. 



5.1 Pixel Detector calibration 

The calibration of the Pixel Detector consists in tuning the 
optical communication links and adjusting the front-end elec- 
tronics to provide uniform thresholds and response to injected 
charge. Suppression of noisy channels is also done at this 
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Fig. 8. Pixel Detector threshold (a) and noise (b) distributions, as obtained from in-situ calibrations based on charge injection. 



time. Data for these calibrations are acquired in special runs. 
A detailed description of the hardware calibration is avail- 
able in | [3Tj . The quality of the calibration is then verified us- 
ing measurements of noise rate, charge collection and timing 
in normal ATLAS runs. The cluster reconstruction algorithm, 
which uses the pulse height to improve the accuracy of the po- 
sition measurement is also calibrated. 

The optical data-links contain arrays of 8 or 16 VCSEL de- 
vices p4|[32) . The bias voltage which controls optical power 
can only be adjusted for the data-link as a whole. Due to the 
spread in the device characteristics, the optical power for a set- 
ting is not uniform and a scan of the bias voltage is performed 
to determine a suitable value for all devices in the data-link. A 
bit-error rate of < 2.7 x 10^** with a confidence level of 99% 
was measured for the two bandwidth configurations, 40 and 
80 Mbits/s, which will be used for operation up to a luminos- 
ity of 10^^ cm^^s^'. At higher luminosity, the innermost layer 
will be operated at a readout speed of 160 Mbits/s, by using 
two 80 Mbits/s channels for each module. 

Threshold calibration of the front-end electronics is per- 
formed by injecting known amplitude signals into the input of 
the electronics chain. The fraction of observed hits as a function 
of the injected charge is fitted with an error function, provid- 
ing the threshold, defined as the 50% efficiency point, and the 
electronic noise. An 8-bit DAC is used to adjust the threshold 
to the target value. The distributions of threshold and noise for 
the whole detector are shown in Fig. [8] At the nominal working 
point, corresponding to a 4000 e threshold, a uniformity of 40 e 
r.m.s. is achieved after tuning. In these conditions the average 
noise level is 160 e for most pixels, and slightly higher for pix- 
els of 600 jtim size (long pixels) or for pairs of interconnected 
pixels (ganged pixels), which are used to cover the otherwise 
dead area between front-end chips p3[ . The tails in Fig.[8]cor- 
respond to 4 x 10^^ of channels differing by more than 250 e 
from the nominal threshold and 1.3 x lO^'* of channels with 
noise greater than 600 e, which may give high noise occupancy 
during operation. 

Due to the finite electronics rise-time, low-amplitude pulses 
may be assigned to a BC later than the one in which the signal 



is generated Q. Therefore the in-time threshold is also mea- 
sured. This is the minimal signal for which the hit is located in 
the same BC as the particle crossing. For the reference 4000 e 
threshold, the in-time threshold is 5400 e, with a rm.s. spread 
of 240 e. 

Due to the high threshold-to-noise ratio, random noise oc- 
cupancy, i.e. the probability for a channel to give a noise hit 
per BC, is extremely low. Dedicated standalone runs with ran- 
dom triggers are used to find and mask the small fraction 
of channels that show an anomalous occupancy, greater than 
10^^ hits/BC. Random triggers during normal data-taking runs 
are used for monitoring additional noisy channels which are not 
used in reconstruction if they have an occupancy greater than 
10-^ hits/BC. 

The actual fraction of noisy pixels was below 2.2 x lO^'* 
for all the 2008 data-taking. After masking these channels, the 
noise occupancy was ~ 10^"^ hits/BC, corresponding to less 
then one noise hit per event in the Pixel Detector 

The pulse height is measured using the Time-over- 
Threshold (ToT) method. The relationship between amplitude 
and ToT is calibrated with charge injection and the resulting 
calibration curve is used to reconstruct the energy deposited 
in the detector by charged particles. The absolute scale of 
the ToT calibration can be estimated by comparing the ob- 
served spectrum of collected charge with the expectation ob- 
tained by combining the theoretical model of energy loss in sil- 
icon 1 34 1, the average energy needed to create an electron-hole 
pair, W = 3.68 ± 0.02 eV/pair |35|, and the effect of losses of 
collected charge due to the finite threshold of pixels (Fig. |9]l. 
For this study two methods were used. The first selected two- 
pixel clusters on tracks with incident angle a < 25°: for these 
clusters the losses due to threshold effects are negligible and the 
most probable value could be directly compared to theoretical 
predictions. The second compared the pulse height of one-pixel 
and two-pixel clusters in data and Monte Carlo as a function of 
a in the range a < 30°. Both methods agreed, providing a cal- 
ibration factor for the charge scale of 0.986 ± 0.002 (stat.) ± 
0.030 (syst.), consistent with unity. The largest systematic un- 
certainties are 2.4% from the spread of the measured values of 
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Fig. 9. Spectrum of charge release by cosmic-ray muons in the Pixel 
Detector, as obtanied from the Time-over-Threshold measurement. 



W 135-38) and 2% from the theoretical modelling of energy 
loss in silicon. 

Pulse-height measurements improve the accuracy of the po- 
sition measurement, in both the local x and y coordinates, for 
clusters consisting of more than one pixel. The charge-sharing 
ratios, Qx and Qy, between the signals collected on the first and 
last row or column in the cluster 
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are used to correct the geometrical centre-of-cluster positions 
{xc,yc) with a linear function 



,yc + Ax £2,. 



(1) 



with weights, 4, and Ay, depending on the particle incident 
angle and cluster size f39l . 

Cosmic rays with transverse momenta pj > 5 GeV pro- 
vided a calibration of A-, for two- and three-pixel clusters and 
^ocai < 45° (Fig. 10 1, a range much wider than expected for 



particles from proton-proton collisions. Along the beam direc- 



tion, the limited range of cosmic -ray polar angles (Fig. 2(c) i 



only allowed the Ay calibration for two-pixel clusters up to 
\ri\ < 1; collisions are needed to cover the full acceptance 
in pseudorapidity. This calibrated position-reconstruction algo- 
rithm is expected to provide a measurement accuracy of 6 jJ-m 
in the transverse plane for two-pixel clusters. 



5.2 SCI calibration 

Good front-end calibration is essential to the operation of the 
SCT because of the binary readout employed. The channel 
thresholds must be set to provide good efficiency (>99%) and 
uniformity of response while keeping the noise occupancy be- 
low 5 X 10^^ hits/BC. The calibration procedure is described 



in 1 18 1 and it follows a sequence similar to the one described 
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Fig. 10. Residual between track extrapolation and the centre-of-cluster 
position in the Pixel Detector for two-pixel clusters in the local x di- 
rection and different incident angles. The measured slopes are used 
to improve the position resolution with respect to the purely binary 
readout according to Eq. l[TJ. 



SCT data-acquisition system in a standalone mode, and the data 
analysed online. As a first step the parameters of the optical 
data links [13J are tuned to ensure reliable communication to 
and from the modules. 

Threshold calibration is performed by injecting known 
charges into the front-end of each readout channel and mea- 
suring the occupancy as a function of threshold. For each input 
charge the dependence is parameterized using a complemen- 
tary error function. The threshold at which the occupancy is 
50% (Vtso) coiTesponds to the median of the injected charge 
while the sigma gives the noise after amplification. Channel 
gains are extracted from the dependence of Vtso on the in- 
put charge, and are used to set the discriminator thresholds. 
Channel-to-channel variations are compensated using a 4-bit 
DAC (TrimDAC). The TrimDAC steps can themselves be set 
to one of four different values to allow uniformity of response 
to be maintained when uncorrected channel-to-channel varia- 
tions increase after irradiation. The achieved uniformity of re- 
sponse is shown in Fig. [TTJa), which shows the distribution 
of the rm.s. spread of Vtso values on a chip. Distributions are 
shown separately for chips in each TrimDAC range; most of the 
chips are configured in the finest setting, with a small spread. 
After irradiation it is expected that coarser settings will become 
necessary. The uniformity at the nominal threshold of IfC, cor- 
responding to a signal of 54-58 mV, is ~4%. The correspond- 
ing noise level, shown in Fig. [TTJb), is between 900 and 1700 
e, depending on the strip length. 

Threshold scans with no injected charge are used to mea- 
sure the noise occupancy and strips with occupancy greater 

shows the oc- 



12 



for the Pixel Detector Calibration runs are performed with the 



than 5 x lO"'* hits/BC are disabled. Figure 
cupancy values measured in calibration mode after removing 
the ^ 0.2% of noisy strips. Normal data-taking runs are used 
for the identification of noisy channels which escape detection 
during the calibration runs. Strips with an occupancy above 
5 X 10-^ hits/BC are subsequently removed during reconstruc- 
tion. The number of such strips never exceeds 0.1% of the 
channels. The noise occupancy in cosmic-ray data was calcu- 
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Fig. 11. SCT threshold dispersion and noise from calibrations at 2 fC threshold based on charge injection, (a) Distribution of the rm.s. spread 
of the threshold Vt5o for each chip. The average values for each trim range are given, (b) Distribution of the input noise values for each chip as 
obtained in response curve tests. The average values for each detector region are given. The average SCT sensor temperatures for barrel and 
endcap modules as estimated from the operation conditions are also given. 



lated as the number of hits per event not associated to a track, 
per channel and BC. This rate was found to be of order of 10^^, 
in good agreement with the calibration-mode data. 



5.3 TRT calibration 

As for the other sub-systems, the first step in calibrating the 
TRT is to adjust the data-links to provide reliable communica- 
tion. There are separate steps for adjusting, on one hand, the 
phasing of the clock and the trigger and control lines and, on 
the other hand, the phasing of the data lines from the front end 
into the optical links going to the TRT RODs. Noise data are 
then acquired in special calibration runs and are used for the 
high-uniformity tuning of detector thresholds. 

The effective gain and inherent noise of the front-end chips 
were measured during production by injecting each channel 
with known amplitude signals at multiple threshold settings. 
At the board, module and detector level, thresholds were set to 
give a noise occupancy corresponding to the desired threshold 
in fC. The uniformity of the random noise occupancy (or rate) 
for different detector elements at the same effective threshold 
gives a measure of element-to-element matching. 

The TRT low (tracking) threshold is set to about 2 fC, cor- 
responding to 250 eV of deposited ionization energy. This set- 
ting gives an average noise occupancy of about 2% for the 
three bunch-crossings sampled by each trigger. This calibra- 
tion process achieves a uniform response to particles across the 
detector, correcting, for example, for the effect on the physi- 
cal thresholds of ground offsets in the low voltage levels sup- 
plied to the front-end electronics. Figure 13 shows the TRT 



occupancy is uniform with a r.m.s. spread across the detector 
of 0.5%. The ^2% permanently dead straws and the handful 
with 100% occupancy are discarded. 

Normal data-taking runs are used for the identification of 
noisy channels and measurement of random noise. These runs 
are also used to compute parameters needed to optimize the de- 
termination of the particle crossing point. The parameters con- 
sist of the To for each 16-straw time-measuring chip and the 
global time-distance relationship, R T, shown in Fig. [14] The 
R T relationship is obtained by fitting a third-order polyno- 
mial to the distance of the reconstructed track from the centre 
of the straw as a function of the time of the leading-edge, cor- 
rected by Tjsj- 



6 Alignment 

The accuracy with which particle tracks can be reconstructed is 
limited by how precisely the positions and oiientations of the 
ID sensor modules and wires are known. The requirement on 
the alignment quality is that the resolution of track parameters 
is to be degraded by no more than 20% with respect to the in- 



low threshold noise occupancy in 2008 cosmic-ray data. The 



trinsic resolution 1 40 1. The silicon pixel and strip modules must 
be aligned with a precision of respectively 7 jim and 12 /zm in 
the sensitive R^ direction. In the z (R for the endcap) direction 
of silicon modules and for the TRT, the alignment precision is 
required to be of several tens of micrometres. In addition, the 
alignment should have minimal systematic effects which could 
bias the track-parameter determination. 

The alignment is specified by a set of constants, six for each 
individual module or assembly structure (barrel layer, endcap 
disk, etc.) corresponding to the six degrees-of-freedom of a 
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Level 


Brief description 


Structures 


Degrees of freedom 


n 
u 


lOlal. 


/ 


41 




Whole Pixel detector 


1 
1 







SCT barrel and 2 endcaps 




IS 






"J 

J 


17 


1 


Total: 


1 A 
14 


S4 




Pixel barrel layers split into upper and lower halves plus 2 endcaps 


0+Z 


A Q 




SCT barrel split into 4 layers plus 2 endcaps 


4+2 


24 


2 


Total: 




2472 




Pixel barrel layers split into staves plus 2 endcaps 


112+2 


684 




SCT barrel layers split into staves plus 2 endcaps 


176+2 


1068 




TRT barrel modules (except T^) 


96 


480 




TRT endcap wheels (only T^, Ty and R,) 


40x2 


240 


3 


Total: 


3568 


7136 




Pixel barrel modules (only Tx and R^) 


1456 


2912 




SCT barrel modules (only 7]^ and Ry) 


2112 


4224 



Table 3. Alignment levels used with cosmic-ray data for the Inner Detector subsystems. Naming, brief description, number of structures and 
the total number of degrees of freedom to be aligned at each level are given. The six degrees of freedom per structure in Eq. (j4]l are used, unless 
otherwise indicated. 
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Fig. 12. The SCT noise occupancy per channel measured in calibration 
mode at 1 fC threshold for barrel and endcap modules in 2008 data. 
The dotted line is the specification value of 5 x lO^'*. A fraction of 
0.2% of strips with occupancy above specification are excluded. The 
average noise occupancies and operational temperatures are shown. 



rigid body: three translations T^, Ty and with respect to the 
nominal position and three rotations 
to the nominal axis orientations. 



Ry and R~ with respect 



Track-based alignment algorithms were used to determine 
alignment constants using the cosmic-ray data collected in 
2008. The algorithms use the tracking residual distributions of 
the modules; a residual is defined as the distance between the 
position of the measurement and the intersection of the fitted 
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Fig. 13. TRT low threshold noise occupancy for 2008 cosmic-ray data 
averaged over each group of eight straws. 
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Fig. 14. Measured time-distance (R — T) relationship for the TRT bar- 
rel with solenoid field on. 
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track with that module. The alignment constants can be deter- 
mined via a minimisation of the following function: 

tracks 

where the sum is over all tracks in a given event sample, r is 
the vector of residuals for a given track and V is the covariance 
matrix of those residuals. In general, r is a function of both the 
track parameters, 

T={do,zo,(l>o,d,q/p), (3) 
and of the ahgnment constants, 

a=iT„Ty,T„R„Ry,R,), (4) 

of those modules with hits contributing to the track fit. The 
alignment was determined using the Global algorithm |41 1. 
In this algorithm the given by Eq. [2] was simultaneously 
minimised with respect to T and a to determine the alignment 
constants. 

The results were cross-checked using two alternative algo- 
rithms, which gave consistent results. In the Local x^ algo- 
rithm |42 43| the minimisation was done only with respect to 
a. In the Robust algorithm 1 ,44] , used only for silicon detec- 
tors, the alignment corrections were calculated directly from 
the size of the residual bias. In all cases, an iterative procedure 
was used. 

The 7.6 million tracks reconstructed in the Inner Detector 
during the 2008 cosmic -ray data- taking period were used to 
perform a preliminary alignment of the tracking system which 
significantly improved the tracking performance. 

Because cosmic rays come from above and not from the 
centre of the ATLAS detector, more hits were recorded in sili- 
con modules in the top and bottom quadrants of the barrel than 
the side quadrants or the endcaps. In addition, the large inci- 
dence angles in the side and endcap modules result in poor- 
resolution large or fragmented clusters. This limits the preci- 
sion to which these regions of the Pixel Detector and SCT can 
be aligned. Due to its structure and larger acceptance, the TRT 
is less sensitive to this anisotropy and its alignment precision 
was more uniform. 



6.1 Global alignment 

The alignment proceeds in stages from larger structures to the 
individual module level, as detailed in Table [3] At each stage 
more degrees of freedom are introduced, but the expected sizes 
of the corrections are smaller. 

In the first step, the Level alignment, the SCT barrel and 
two endcaps are aligned relative to the entire Pixel Detector, 
followed by the TRT alignment with respect to the silicon de- 
tectors. In aligning the TRT barrel, only 5 degrees of freedom 
are used; the 7^ is not considered because the TRT barrel mod- 
ules are almost 1 m long and do not measure the z coordinate. 

Cosmic-ray simulation studies with a misaligned geome- 
try showed that, using solenoid-on tracks for the silicon de- 
tectors' Level alignment, may lead to corrections being un- 
derestimated. The presence of a misalignment between the sub- 
detectors could lead to a bias in reconstructed track momentum. 



with part of the misalignment being absorbed into the curva- 
ture. Therefore these alignment corrections were derived using 
only solenoid-off data. The simulation tests also showed that 
the solenoid-off data were able to estimate the Level mis- 
alignments with a precision better than 100 fim. This precision 
is limited by misalignments of the internal structures and by 
multiple Coulomb scattering effects. 

For the TRT instead, both a solenoid-on and a solenoid-off 
sets of tracks were used. The results were compared and found 
consistent within the uncertainties. 

Shifts from the nominal positions of up to 2 mm were ob- 
served, with rotations of several mrad, as shown in Table |4j 
the rotations R^ and Ry were all consistent with zero. 



Structure 


[mm] 


Ty [mm] 


[mm] 


R~ [mrad] 


SCT barrel 


0.9 


0.6 


0.5 


-1.8 


SCT endcap A 


-1.8 


0.5 


0.0 


-1.3 


SCT endcap C 


-0.4 


0.6 


1.0 


-1.3 


TRT barrel 


0.2 


-0.1 


N/A 


0.0 


TRT endcap A 


-1.5 


0.2 


-3.4 


-7.0 


TRT endcap C 


-1.0 


1.7 


2.1 


6.4 



Table 4. Level alignment parameters, translations (T^, Ty and T,) and 
rotation (R. only), of the SCT and TRT barrel, endcap A (positive z) 
and endcap C (negative z). The statistical errors were much smaller 
than the last digit. 



6.2 Local alignment of the Pixel Detector and SCT 

After the initial alignment of the detector components as a 
whole, the subsequent alignment levels consider smaller struc- 
tures. 

Due to the low statistics the endcaps were aligned globally, 
but no attempt was made to align individual disks or modules. 
The initial geometry for the alignment was based on the nomi- 
nal position of the modules. 

The first stage in the internal alignment of the Pixel Detec- 
tor and SCT (Level 1) was the alignment of the pixel half-shell 
barrel layers, the full SCT barrel layers and the four endcap 
structures (two for each of the Pixel Detector and the SCT). The 
SCT barrel layers were considered to be rigid cylinders, whilst 
the pixel half-shells were considered rigid half-cylinders. For 
all the structures, the full set of 6 degrees of freedom was con- 
sidered in the alignment. This level was aligned combining 
both solenoid-on and solenoid-off cosmic-ray data. The com- 
puted alignment corrections were of the order of hundreds of 
micrometres in all T-,, Ty and T^, with in particular a rotation of 
the first pixel upper half shell of almost 2 mrad with respect to 
the other layers. 

The next step was the alignment of the Pixel Detector and 
SCT stave-by-stave (Level 2). The pixel staves are real struc- 
tures, composed of 13 modules in the same position, which 
were assembled and surveyed. The SCT was not assembled in 
staves but the modules were individually mounted on the sup- 
port cylinder. Nevertheless, for alignment purposes the SCT 
barrel was also split into rows of 12 modules. The staves were 
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considered a rigid body and all 6 degrees of freedom were used. 
The alignment corrections for the translations of the staves 
were of the order of tens of micrometres. 

Once the staves were aligned the alignment at module-to- 
module level (Level 3) was performed. The positions of pixel 
modules mounted within the staves were surveyed just after as- 
sembly |45|. This survey information was used as a starting 
point for the internal alignment of the pixel modules, but not 
to constrain the alignment corrections, because the deforma- 
tion of staves after the survey was expected to be significantly 
larger than survey errors. This step was performed in the local 
coordinate system described in Section|2]for individual silicon 
modules. 

The number of hits per module was much smaller than for 
the larger structures, and thus the statistical precision of the 
alignment becomes a significant consideration. Therefore the 
number of degrees of freedom was reduced to just two per mod- 
ule, Tjt and R^. These two parameters were chosen because they 
were appropriate to describe the lateral bending along the pixel 
staves, the largest deformation observed in the residuals, with 
an amplitude reaching 500 /im for the worst case. 

Pixel Detector and SCT residual distributions before and 
after the alignment procedure are shown in Fig. [15] for tracks 
with pj > 2 GeV and \d()\ < 50 mm. These are compared to 
distributions obtained using a perfectly-aligned Monte Carlo 
simulation of cosmic rays. Before alignment the residual distri- 
butions are very wide compared to the Monte Carlo simulation 
and also biased. After alignment their widths were substantially 
reduced and the means are consistent with zero to within a few 
micrometres. 

The residuals cannot be used to quote the point resolution, 
because their errors include a contribution from extrapolation 
uncertainties larger than the point resolution. This contribution 
also depends on the track momentum and silicon layer, result- 
ing in strongly non-Gaussian distributions. By comparing the 
width of the aligned residual distributions to the simulation, 
and assuming that the only contribution to the increased width 
is from misalignments, the size of the remaining module-level 
misalignments is estimated to be approximately 20 fim. 



6.3 Local alignment of the TRT 

The second step of the TRT barrel alignment internally aligned 
the 96 individual TRT barrel modules (three layers of 32 (j)- 
sectors each). Although the straw anodes inside the barrel mod- 
ules are physically separated at z=0, no such distinction exists 
at the module level. As for the Level barrel alignment, only 
five degrees of freedom were used, being non-measurable. 
The internal alignment was determined separately for differ- 
ent periods of cosmic-ray data taking, which could either be 
solenoid on or solenoid off. This internal alignment used TRT 
stand-alone tracks, giving high statistics because of the larger 
acceptance of the TRT volume. The size of the translation 
alignment corrections was of the order of 200-300 fim with 
respect to the nominal position of the modules. 

In each endcap, the 40 wheels were aligned in three degrees 
of freedom: r^, Ty, and R,. The corrections for the translations 
were of the order of 100 jJ-m and the rotations were tenths of a 
milliradian. 



Figure [T5 (d) | shows the residual distribution for tracks with 
Pt > 2 GeV in the barrel modules, both before and after align- 
ment. The distributions are compared to those obtained using 
a perfectly aligned cosmic -ray Monte Carlo simulation. Again 
the width and bias of the residual distribution were improved 
after alignment. 



6.4 Summary and perspectives 

The cosmic-ray aUgnment significantly improved the track re- 
construction and the track-parameter resolutions, presented in 



Section 7.3 The achieved level of precision, about 20 fim, en- 



sures that track reconstruction efficiency with early LHC data 
will not be significantly affected by residual misalignments. 

Local alignment with cosmic rays is statistically limited by 
the small acceptance of individual detector modules, especially 
in the endcap region. Therefore it was not possible to perform a 
Level 3 alignment in the endcaps. In addition, a reduced set of 
degrees of freedom was used in the barrel region. That not all 
possible misalignments can be recovered using only cosmic- 
ray data partially explains why the nominal Monte Carlo reso- 
lution has not yet been achieved. 

In order to reach the design granularity, a high statis- 
tics sample of tracks from proton-proton collisions is needed. 
When this has been collected, all 1744 and 4088 Pixel Detector 
and SCT modules will be aligned with the full set of degrees of 
freedom Q. Individual TRT wires will also be aligned with the 
two more sensitive degrees of freedom: the translation along 
the (j) direction and the rotation about the R or z directions in 
the barrel and endcap regions, respectively. 



7 Detector performance 
7.1 Intrinsic detector efficiency 

The intrinsic detector efficiency measures the probability of a 
hit being registered in an operational detector element when a 
charged particle traverses the sensitive part of the element. Both 
a high intrinsic efficiency and a low non-operational fraction 
are essential to ensure good-quality tracking. 

The intrinsic efficiencies of the Pixel and SCT detectors are 
measured by extrapolating well-reconstructed tracks through 
the detector and counting the numbers of hits (clusters) on the 
track and 'holes' where a hit would be expected but is not 
found. The track extrapolation uses the full track fit described 
in Section 3.3 to compute the intersections of the track with all 
modules along its trajectory. If a module (module side for the 
SCT) does not have a cluster associated to the track and the in- 
tersection point is more than 3(7 from the edge of the sensitive 
area the absence is called a hole. The efficiency, £, is defined 
as the ratio of the number of clusters found to the number ex- 
pected: 



clusters 



-^clusters "l^-Mioles 



(5) 



where A'ciusters is the number of clusters found and Ahoies is the 
number of holes. 
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Fig. 15. Residual distributions in the local reference frame for hits in barrel regions for all ID sub-detectors. The plots show the results for 
2008 cosmic-ray tracks before and after alignment and a comparison with a perfectly aligned cosmic-ray Monte Carlo simulation. Tracks are 
selected requiring pi > 2 GeV. 



Pixel efficiencies are determined using tracks with at least 
30 TRT hits (40 for the data with solenoid off), at least 12 SCT 
hits and sin a < 0.7. There must be only one track passing these 
cuts in the event. Tracks used to measure the SCT efficiency 
must have at least 30 TRT hits or 7 SCT hits, a hit both before 
and after the module side under investigation and |^ocai| < 40°. 
A run-dependent cut on Ttrt is applied to ensure good timing. 
The angular cuts are applied because the tracking algorithm 
does not function as well at high incidence angle; charge shar- 
ing among many channels combined with the readout threshold 
may result in multiple clusters and reduced apparent efficiency. 

The track extrapolation does not predict holes near the sen- 
sor edges or ambiguously mapped pixels, so these areas are 
excluded from the efficiency calculation. For the Pixel detec- 
tor, clusters or holes within 0.6 mm of ganged pixels in the 
direction, or within 1 .0 mm of the sensor edge in the ([) or z di- 
rection, are excluded. Similarly, for the SCT the intersection of 
the track with the sensor is required to be at least 2 mm from the 
edge in (j) and at least 3 mm in z. To reduce the bias due to the 
track fitting and pattern recognition criteria, which are affected 
by residual misalignments, clusters not already associated to 
a track but close to an intersection are included in A^ciusters in 



Eq. (jSj and removed from A^hoies- Due to the low noise occu- 
pancy (Section[5]), it is likely that these result from track recon- 
struction inefficiencies rather than noise. The inclusion of these 
clusters improves the efficiency by 0.04% in the Pixel barrel 
and 0.2% in the SCT barrel. Varying the distance for inclusion 
of non-associated clusters between 2 mm and 10 mm changes 
the efficiencies by at most 0.002% and 0.004% for Pixel De- 
tector and SCT respectively, and is included in the systematic 
uncertainties. 



Non-functioning detector elements (Section [X2] i are not in- 
cluded in the calculation of the intrinsic efficiency. In the SCT, 
complete module sides and chips are excluded; these amount 
to ~'2% of the detector. The measured inefficiency contains a 
contribution from isolated dead strips for which no correction 
is applied. For the Pixel detector, non-operational modules and 
front-end chips amount to 4—6% of the detector 

The measured efficiency of each barrel layer is shown 



for the Pixels and SCT in Fig. 16 a) for data taken with 



solenoid on. Efficiencies measured with solenoid off are typ- 
ically ^0.2% lower, indicating some residual inefficiencies 
arising from track reconstruction when the particle momen- 
tum is unknown. The overall efficiency of the Pixel barrel is 
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(99.974±0.004(stat.)±0.003(syst.))% and of the SCT barrel 
is (99.78 ± 0.01 (stat.) ± 0.01 (syst.))%; the systematic error in 
each case is determined by varying the track selection criteria. 
Of the remaining 0.026% pixel inefficiency, (0.017 ±0.004)% 
is the contribution due to known defective channels observed 
during detector construction. 

The efficiency of the TRT is determined in a similar man- 
ner to that of the silicon detectors, excluding the 2% non- 
functioning channels. Tracks are extrapolated through the TRT 
in a series of steps. To reduce tracking biases, at each point 
all straws in a region containing up to the third nearest neigh- 
bour are considered. The efficiency is determined by dividing 
the number of hit straws by the total number of straws within 
the region. The efficiency depends on the path length of a track 
inside a straw, and is therefore determined as a function of the 
distance of a track from the wire. Tracks are required to have 
at least 20 TRT hits, at least 6 SCT hits, Ttrt between 5 ns and 
25 ns and an angle to the vertical of less than 15°. The effi- 
ciency of the TRT barrel, for data with solenoid on, is shown 



in Fig. 16 b). The overall efficiency over the plateau region is 
(97.2 ±0.5)%. 



7.2 Lorentz angle measurement 

The charge carriers in the silicon detectors are subject to the 
electric field E, generated by the bias voltage and oriented nor- 
mal to the module plane, and the solenoid magnetic field B. In 
the endcaps the fields are nearly parallel and the charge carri- 
ers drift directly towards the electrodes. In the barrel modules 
these fields are perpendicular and the charge carriers drift at 
the Lorentz angle, 0l, with respect to the normal to the sen- 
sor plane. The Lorentz angle depends on the charge carrier 
mobility, which in turn depends on the bias voltage, the thick- 
ness of the depleted region and the temperature |46 1. For fully- 
depleted modules, the average shift in collected charge is ap- 
proximately 30 fim for the Pixel Detector and 10 /xm for the 
SCT, in both cases not negligible with respect to the detec- 
tor resolution and alignment precision. Measurements of the 
Lorentz angle for the ATLAS sensors have already been per- 
formed in test beams [3^^], but in conditions different from 
the actual operation in ATLAS . 

The Lorentz angle is measured from the dependence of the 
cluster size on the incident angle of the particle. When the in- 
cident angle equals the Lorentz angle, all the charge carriers 
generated by the particle drift along the particle direction and, 
apart from charge diffusion, are collected at the same point on 
the sensor surface, giving a minimum cluster size. 

The dependence of the cluster size on the incident angle 



^ocai is shown for the Pixel Detector and SCT in Fig. 17 Data 
are fitted using the convolution of the function: 



ocaU 



:fl|tan0]ocai-tan0L|+Z7 



(6) 



with a Gaussian distribution. Fit parameters are the Lorentz an- 
gle 9l, the shape parameters a, b and the width of the Gaussian. 
For the Pixel Detector an improvement of the fit quality was 
observed by replacing the second term in (j6]) by b / ^/cot^\^\, 
which is a phenomenological attempt to describe the bigger 
relative weight of diffusion effects for tracks at high incident 
angle. 
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Fig. 16.|(a)| lntrinsic efficiency of each Pixel Detector and SCT barrel 
layer. |(b)[TRT efficiency as a function of distance from the wire. 



The measured values are 11.77° ±0.03° and -3.93° ± 
0.03° for the Pixel Detector and SCT respectively, where the 
errors are statistical only. The values differ by a factor of three 
due to the different mobility of the charge carriers which pro- 
vide the dominant signal: electrons in the Pixel Detector, holes 
in the SCT. 

As a cross check for systematic effects, the same measure- 
ment was performed for data with no magnetic field, giving 
values of 0.09° ±0.03° and 0.05° ±0.05° for the Pixel Detec- 
tor and SCT respectively. Since for the Pixel Detector the dis- 
agreement with respect to the expected null value is statistically 
significant, it is used as a component of the systematic uncer- 
tainty. The other dominant source of systematic uncertainty is 
the fit range, which has been estimated to give a contribution of 
0.07° for the Pixel Detector and 0.10° for the SCT The mea- 
sured values of the Lorentz angle in the 2 T magnetic field are 
shown in Table [5] where they are compared with the expecta- 
tion from the model in | ,46J . The measurements are compatible 
with the model predictions within the uncertainties on the pre- 
dictions arising from the values of charge-carrier mobilities. 
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Detector 


T [°C] 


Measured 


Model OlT] 


Pixel (electrons) 


-3 


11.77±0.03±0-^3 


12.89±1.55 


SCT (holes) 


5 


-3.93±0.03±0.10 


-3.69±0.26 



Table 5. Measured values of the Lorentz angle in 2 T magnetic field 
at the average operational temperature in 2008, compared with model 
expectations |46|. For the measurements, the first error is statistical 
and the second systematic. The error on the model prediction arises 
from uncertainties in the charge-carrier mobility. 



Since Pixel Detector modules operated with different tem- 
perature ranges in 2008 and 2009, it was possible to measure 
the dependence of the Lorentz angle on the sihcon temperature. 
The resulting dependence 

d0i/dr = (-0.042 ± 0.003)7K (7) 

is in agreement with the model expectation of — 0.042°/K. 



7.3 Track parameter resolution 

The expected resolution of the perigee parameters cIq, zq, 0o, 6 
and q/p of a. particle emerging from proton-proton collisions in 
the LHC can be predicted using reconstructed and split tracks 
from cosmic -ray data. Since particles coming from cosmic-ray 
showers mostly traverse the detector from top to bottom, the 
resolutions can only be derived for the ATLAS barrel detectors. 

In order to select tracks with good quality, the split tracks 
are each required to have at least 2, 6 and 25 hits in the barrel of 
the Pixel, SCT and TRT detectors respectively, and a transverse 
momentum of more than 1 GeV. The |t/o| impact parameter has 
to be less than 40 mm to guarantee that the split tracks originate 
in the interaction region inside the beam pipe. 

The perigee parameters Tup and Tdown. where T is any of 
the five parameters, of each split-track pair are compared to 
each other to extract the overall track parameter resolutions. 
Since both tracks come from the same particle, their difference 
At — r^ up — Tr down for each perigee parameter T must have a 
variance o'^{Ax) which is two times the variance (7^(7"^) of the 
parameters of each track. The resolution of the track parameter 
T is therefore given by the root mean square of the A T distri- 
bution divided by ^/2. This method has been used to study the 
resolution of the perigee parameters of Inner Detector tracks. 
The variances were calculated excluding the outermost 0.3% 
of events in each distribution. 

The measured resolution is compared to the Monte Carlo 
expectation for a perfectly-aligned detector The difference in 
performance is attributed to the remaining misalignment after 
the procedure in Section |6] In addition, the refit of the split- 
track pair can be restricted to a subset of measurements in the 
Inner Detector This has been done to study the perigee parame- 
ter resolutions of silicon-only tracks (Pixel and SCT) and com- 
pare them to resolutions of the same tracks which have been 
fitted using the full Inner Detector. 

A summary of the measured track-parameter resolutions 
for Pi > 30 GeV, where the multiple-scattering contribution 
can be neglected, is given in Table |6] 
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Fig. 17. Cluster-size dependence on the particle incident angle for the 
Pixel Detector |(a)| and the SCT |(b)| The displacement of the minimum 
for the data with solenoid on is a measurement of the Lorentz angle 
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Impact parameter resolution Figure [18] shows the trans- 
verse and longitudinal impact parameter resolutions as deter- 
mined from the data using the track-splitting method. They are 
displayed as a function of transverse momentum. At low mo- 
menta the resolution is governed by multiple scattering in the 
beam pipe and first pixel layers. For higher momenta, above 
about 10 GeV, the impact parameter resolutions rapidly ap- 
proach an asymptotic limit which is given by the intrinsic de- 
tector resolution and residual misalignments. 

Resolutions as a function of rj are constant and symmetric 
around T] = 0, as shown in Fig. 19 Both Figs. 18 and 19 com- 



pare the resolution obtained for Inner Detector tracks with that 
from a fit to solely the silicon part. The do resolution is slightly 
more precise for full tracks, as the TRT measurements add to 
the momentum resolution and thus to the precision of the track 
extrapolation to the perigee point. 

The do resolution has also been studied as a function of do 
on a sample without the cut on \do\- The results are presented 
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Parameter 

do [Mm] 

(^0 [mrad] 
e [mrad] 
q/p [GeV-1] 



Asymptotic resolution 
Cosmic-ray data 2008 Monte Carlo 



22.1 ±0.9 
112±4 
0.147 ±0.006 
0.88±0.03 
(4.83±0.16) X 10-4 



14.3±0.2 
101 ±1 
0.1 15 ±0.001 
0.794 ±0.006 
(3.28 ±0.03) X 10-4 



Table 6. Track parameter resolution for tracks with > 30 GeV in 
cosmic -ray data and simulation. 



in Fig. 20 and show a worsening in resolution towards larger 
|(io|, which coiTesponds to tracks crossing pixel layers at high 
incident angle. Pixel clusters from such tracks are wider and 
possibly fragmented due to a geometrically reduced charge de- 
position per pixel. This effect degrades the resolution, as does 
the smaller number of pixel layers crossed. The resolution of 
full ID tracks at do values near to the radii of pixel layers (about 
50, 90 and 120 mm) improves because of the reduction in the 
extrapolation length between the closest measurement and the 
perigee of the track. 

A dependence on the charge of the reconstructed tracks has 



also been investigated as shown in Fig. 20 (right plot). Small 



differences appear in some bins, but do not allow for a conclu- 
sive result. A dependence of the resolutions on zq and 0o has 
been checked as well, and none was found. This means that 
the impact parameter resolutions follow the symmetries in the 
barrel part of the Inner Detector. 



Angular resolution A precise and reliable reconstruction 
of the track direction contributes to the knowledge of the mo- 
mentum vector and thus is vital for finding decay vertices and 
matching with signals from other detectors. A precision on the 



track angles below 1 mrad is achieved, as shown in Figs. 21 and 



The angular resolutions have been found to be independent 
of other track parameters, except for an expected small wors- 
ening at |iio| > 50mm. 



Split tracks from cosmic-ray muons have been used to mea- 
sure the resolution on dElAx of the Pixel Detector Tracks are 
required to have a transverse momentum pj > 0.5 GeV and 
relative momentum resolution G{pj)/pj < 20%. In addition 
a cut on the distance of closest approach to the beam axis, 
\do\ < 10 mm, is made in order to select tracks similar to the 
ones generated by LHC collisions. 

The specific energy loss in a Pixel Detector module is de- 
rived from the cluster charge, Q, taking into account the av- 
era ge en ergy needed to create an electron-hole pair W (Sec- 
tion 5 . 1 1 and the path in silicon d / cos a where d is the detector 



sensitive thickness (250 /im): 



dE 
dx 



g W cos a 



(8) 



At high incident angle particles cross several pixel cells; the 
signal released in some of them may be below threshold and the 
energy loss underestimated. To reduce this effect, only clusters 
with cos a > 0.6 and |0iocai| < 0.5 rad are used. The coiTect 
association of clusters to the reconstructed track is ensured by 
requiring position residuals to be less than 300 fim in the local x 
coordinate and less than 900 fim in local y. 

Figure 24 shows the most probable dE/dx value of indi- 
vidual clusters in the barrel region as a function of the track 
momentum. The relativistic rise and its saturation due to the 
density effect are clearly visible and there is a good agreement 
between the 7.2 ± 0.4% rise observed in data from 0.5 GeV to 
20 GeV in pj, and the 7.5 ± 0.4% estimated from the simula- 
tion. For tracks with at least three clusters, a global dE/dx es- 
timation is made by averaging all the individual measurements 
after the exclusion of the cluster with the maximum 2 cos a. 
This procedure has been verified to produce an almost Gaus- 
sian estimator on the relativistic plateau, pj > 20 GeV, with a 
resolution of 15%. This would allow a limited particle identi- 
fication capability, with a 2a separation between K and n for 
p < 500 MeV 



7.5 Transition radiation measurement 



Momentum resolution A precise momentum determina- 
tion of high-energy particles is a key ingredient for any physics 



analysis. In Fig. 23 the relative momentum resolution p x 



a (q/p) is shown as a function of pr (left plot) and rj (right 
plot). While the resolution is flat in T], it shows the expected 
degradation at higher transverse momenta. In this region, the 
contribution of the TRT to the momentum resolution becomes 
clearly visible. 



7.4 Energy-loss measurement 

The average specific energy loss of charged particle dE/dx is 
described by the Bethe-Bloch function |28J. The specific en- 
ergy loss, sensitive to the particle speed j3 = v/c, can be com- 
bined with the momentum measurement to provide particle 
identification. Because of the energy loss tails (see Fig. [9]l a 
truncated mean can be used to reduce the variance of the esti- 
mation. 



The large spread of momenta of the cosmic rays recorded has 
allowed a validation of the transition-radiation performance of 
the TRT by measuring the percentage of high-threshold hits 
on tracks at different momenta. The probability of producing 
a transition radiation photon at each material boundary is de- 
pendent upon the Lorentz gamma factor of the particle. Since 
the threshold for producing transition radiation isE / m ^ 1000, 
in LHC collision events transition radiation is essentially lim- 
ited to electrons. However, the mean pj of recorded cosmic- 
ray muons was 60 GeV with a significant tail to almost 1 TeV 
(see Fig. |2(a)| i. The high-momentum muons produce enough 
transition-radiation photons to allow an initial calibration of the 
TRT as a transition radiation detector. 

The transition radiation study used 20000 nearly -vertical 
tracks in the barrel TRT. The tracks were required to have at 
least four SCT hits and at least 20 TRT hits, a fit / Ndof < 
10.0, a{pT)/pT < 3.0 and 0.5 < pj < 1000 GeV. The track 
angle to the vertical, measured using hits in the SCT, was re- 
stricted to be less than 15°. Tracks were assigned to (logarith- 
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Fig. 18. Impact parameter resolution determined from data for tiie track impact parameters as a function of transverse momentum. Resolutions 
of full ID (solid triangles) and silicon-only (open triangles) tracks are compared to those from full tracks in MC simulation (stars). 
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Fig. 19. Impact parameter resolution determined from data for tracks with pr > 1 GeV, as a function of pseudorapidity ?]. The resolutions are 
shown for full ID tracks (solid triangles), siUcon-only tracks (open triangles) and simulated full ID tracks (stars). 
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Fig. 20. Transverse impact parameter resolution as a function of transverse impact parameter for tracks with pt> 1 GeV. As for the previous 
figures, the left plot compares resolutions of full ID tracks, silicon-only tracks and simulated full ID tracks. In the right plot resolutions are 
compared for full Inner Detector tracks with positive (circles) and negative charge (squares). The vertical lines indicate the positions of the 
pixel barrel layers. 
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Fig. 21. Angular resolution determined from data as a function of transverse momentum. The resolutions are shown for full ID tracks (solid 
triangles), silicon-only tracks (open triangles) and simulated fuU ID tracks (stars). 
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Fig. 22. Angular resolution determined from data for tracks with pj > 1 GeV as a function of pseudorapidity Tj. The resolutions are shown for 
full ID tracks (solid triangles), silicon-only tracks (open triangles) and simulated full ID tracks (stars). 
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Fig. 23. Momentum resolutions determined from data as a function of transverse momentum and t) . The resolutions are shown for full ID 
tracks (soUd triangles), silicon-only tracks (open triangles) and simulated full ID tracks (stars). 
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Fig. 24. Most probable value of the specific energy loss dE /dx in the 
Pixel Detector as a function of muon momentum in the relativistic rise 
region. Monte Carlo points are scaled according to the absolute charge 
calibration determined in SectionlSTI 
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Fig. 25. High-threshold hit probability as a function of muon Lorentz 
7 factor for selected tracks in the October 2008 cosmic-ray data. The 
line shows a sigmoid fit to the data. 



mic) momentum bins, and the high-threshold hit probability 
calculated as a simple ratio in each bin. 



Figure 25 shows the probability of seeing a high-threshold 
hit on a muon track in the TRT barrel as a function of the 
Lorentz gamma factor of the particle; the probability is aver- 
aged over positively and negatively charged muons. The fitted 



curve shown in Fig. 25 is consistent with the result obtained 



in the 2004 ATLAS combined test beam run and confirms the 
design of the TRT electron identification capabilities. 



8 Conclusions 

The final installation of the ATLAS Inner Detector in August 
2008 was followed by a period of commissioning and calibra- 
tion. During this period the detector took data with high effi- 
ciency with both LHC single beams and cosmic rays. These 
data allowed full tests of trigger, data-acquisition and monitor- 



ing systems, and of offline track reconstruction. Some prob- 
lems with the newly-installed evaporative cooling system and 
the optical links of the silicon detectors were exposed. These 
were addressed before data-taking with LHC beams in 2009, 
when more than 98% of the detector was operational. 

Detector gains were calibrated and thresholds adjusted to 
give good uniformity of response. The components of the de- 
tector were timed-in with a precision of 1-2 ns. Many detector 
performance properties were measured. The average noise oc- 
cupancies were ^ 10^'" hit/channel/BC for the Pixel Detector 
and 3 X 10"^ hit/channel/BC for the SCT, well within speci- 
fications. The intrinsic efficiencies of the silicon detectors were 
measured to be close to 100% and of the TRT to be 97.2±0.5%. 
The Lorentz angle in the silicon detectors in the 2 T magnetic 
field was found to be consistent with model expectations. En- 
ergy loss in the Pixel Detector and transition radiation were 
measured and found to be in agreement with expectations from 
test beams. 

A new Level- 1 track trigger based on a fast OR of 
TRT signals was commissioned. The Level-2 trigger tracking- 
algorithms were modified for cosmic rays, resulting in a trig- 
ger efficiency of 99.6±0.02% for tracks reconstructed offline. 
The cosmic -ray data were used to perform an initial detector 
alignment. The resolution of track parameters was measured 
by comparing two segments of a cosmic-ray track. After de- 
tector alignment, the impact parameter resolutions for high- 
momentum tracks were found to be 22.1 ±0.9 /im and 112± 
4 jim in the transverse and longitudinal directions, respectively. 
In this asymptotic limit, the relative momentum resolution was 
measured to be <Tp/p = (4.83 ±0.16) x lO"'^ GeV"' x pj. 

The observed performance on this early data showed the 
ATLAS Inner Detector to be fully operational and providing 
high-quality tracking before the first LHC collisions. 
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